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Suppose you're a manufacturer of high-quality flash bulbs. lt's important for you to know
just how the light output of your bulbs varies with time. You know the light doesn't appear and
disappear instantly, because physical things never work that way. More likely, the light output
starts from zero, builds up rapidly to a peak, and then decays back to zero at some rate. But
how do you find the exact shape of that curve?

lf you're the owner of an HP 5180A Waveform Recorder, you can aim the flash at a
photoelectric detector that converts light to voltage, connect the voltage output of the detector
to one of the 51 80A's inputs, and fire the bulb. The waveform recorder will sample the detector

voltage at a rate of 20 million times per second, convert each sample to a binary number using a circuit called an
analog-to-digital converter; and store the numbers-up to 16,384 of them-in a digital memory. lf enough
samples are taken, the waveform can be reconstructed from them. Since the samples are stored in a memory,
the waveform can be reconstructed over and over again. lt can be displayed on a screen with the time scale
expanded so you can see the shape of the light output curve, or you can transmit the numbers to a computer
you've programmed to analyze this data.

Examples of transient signals abound in industry, and waveform recorders to capture them can be obtained
from several manufacturers. The major contribution of the 5180A, HP's first waveform recorder, is that its
performance is notonlyvery good, but is fullytested and specified for realistic, dynamic inputsignals. Most users
buy waveform recorders based on static specifications, mainly resolution and sampling rate, and rely on the
sampling theory of Swedish-born physicisVengineer Harry Nyquist for assurance that the data taken and stored
by the waveform recorder accurately represents the input signal. As the article on page 21 demonstrates, this
isn't necessarily so. The 5180A's designers had to break new ground to developtest methods and specifications
that would provide the assurance the user needs and the Nyquist theory can't give for real waveform recorders
under realistic operating conditions. There's now an Institute of Electrical and Electronics Engineers committee
working on industry-wide standards for testing analog-to-digital converters, but at present no standards exist,
and to its designers' knowledge, the 5180A is the only recorder that is tested and specified so completely.

The 5180A makes other contributions, too, including its large memory, its facilities for precise user control of
what it records, and several other features new to waveform recorders. Pages 3 to 34 of this issue cover its
design and testing. A companion product, Model 5181A Display/Tape Storage Module, is described beginning
on page 34. The 51 80A has no built-in CRT display. The 51 81A provides one, along with a cartridge tape unit for
recording 5180A data permanently or bringing field-recorded signals to the 5180A tor digitizing.

Our cover photo this month shows the 5180A Waveform Recorder and the digitizer hybrid circuit, a key
component of the 5180A's analog-to-digital converter.

-R. P. Dolan
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Waveform Recording with a
H ig h-Dynam ic-Performance Instrument
This new waveform recorder digitizes and stores single-shot
or repetitive signals. lts ten-bit, 20-MHz analog-to-digital
converter delivers exceptional performance that is fully
specified and characterized under reahstic operatrng
conditions

by James L. Sorden and Mark S. Allen

AVEFORM RECORDERS are general-purpose,
time-domain measuring instruments that take
samples of analog waveforms and store the sam-

ple values as digital data suitable for analysis by a computer.
Waveform recorders offer performance far beyond that of
other measurement techniques for analog signal capture
and analysis. Waveform recorders are generally suited to
measurements of both transient or single-shot waveforms
and continuous or repeti t ive waveforms. Applications are
found in virtually every area ofscience and technology. The
fol lowing is a part ial  l ist.

Electrical and electronic engineering (power supply test-
ing, computer disc test ing, servomechanism design,
radar and communications system testing, waveform
analysis)
Materials science (pressure vessel testing, acoustic emis-
sionl

Electromagnetic compatibility studies
Energy research
Physics and chemistry (laser spectroscopy, flash pho-
tolysis, reaction kinetics)
Ultrasonics
Explosives testing
Ballistics
Biomedical research
Medical ultrasound
The new HP 5180A Waveform Recorder, Fig. 1, is a high-

accuracy instrument that digitizes input waveforms at a rate
of z0 million samples per second. It is the first waveform
recorder whose dynamic performance is tested and fully
specified so the user knows just how accurately the mea-
surement results represent an input waveform, even a
rapidly changing one with frequency components to 10
MHz. The 51S0A offers 60-dB dynamic range, pretrigger
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Fig. 1. Model 5180A Waveform
Recorder digitizes input wave-
forms wrth high accuracy at a rate
of 20 million samp/es per second.
It has many features that make it
easy to use and incorporate into
automatic tesl systems.
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waveform capture, and the ability to transfer the data to a
computer. Its dynamic range and fast data transfer make

the 5180A ideal for automatic test systems.

Elements of a Waveform Becorder
The block diagram of the 5180A Waveform Recorder' Fig.

2, is typical of waveform recorders in general. Elements
common to all such instruments are:

Input signal conditioning, often including multiple sen-
sitivity ranges and high impedance.
High-speed analog-to-digital converter (ADC). Many dif-
ferent and often novel techniques have been applied
here. Scan-converter CRTs, analog shift registers using
charge-coupled devices (CCDs), flash conversion ADCs
without sample-and-hold, and other techniques are used
in some of today's instruments.
High-speed memory system capable of following the
ADC output, or a slower ADC and memory system in
scan-converter or CCD applications.
Internal and external triggering circuitry to define the
beginning and end of a measurement.
Time base and oscillator system for control of the ADC
sample interval.
Digital system controller. All recent waveform recorder
systems use microprocessor control.
Digital I/O, usually HP-IB,* often supplemented with
other methods such as RS-232-C/CCITT V.24 orfull paral-
lel direct memory access (DMA).
Analog output capable of driving an external directed-
beam or raster display and/or an internal CRT display.

In the 5180A, a 20-MHz-sample-rate, 10-bit ADC is fol-
lowed by 16,384 10-bit words of memory (Fig. 2). The ADC
samples the input signal at 20 mill ion samples per second
and the memory stores the resulting 10-bit digital codes at
user-selectable rates.

Since the waveform data is captured in a digital memory,
all digital waveform recorders offer some form of pretrigger,
a feature found also in logic analyzers. In this mode, the
memory records in a circular configuration.** The trigger
is then used to stop the memory after an adjustable delay. If
the delay is set to be the same as one sweep width, the result
*Hewet t -Packard  In te r face  Bus  HP's  mp lementa l ion  o l  IEEE Standard  488 (1978)
* *Samples are stored sequent a ly in memory starting with the first word When the ast word

::1"#? 
is I ed the next samp e va ue s stored in the I rst word and recordrng continues

Channe l
A

Channe l
B

Auxi lary
Input

is the same as a storage oscilloscope-the waveform is visi-
ble only after the trigger point. However, with adjustable
pretrigger, the recorder can be set to show any amount of
time ahead of the trigger so the cause of the trigger can be
seen. With the 5180A, the pretrigger is adjustable from 0 to
100% of the record length.

Post-trigger delay can also be added to view a segment of
the waveform well after the trigger. This capability is useful
for characterizing various parts of a long waveform mea-
sured from a common trigger point. A television video
signal is a good example of a signal that is easily measured
using the delay features of the 5180A. The vertical frame
sync pulse can be used as the trigger signal, and the 5180A
trigger delay can be set to capture any ofthe 525 scan lines
of data.

An obvious difference between a waveform recorder and
a conventional storage oscilloscope is that the recorder
stores data in a digital memory, so a waveform can be
manipulated following its capture. It can be displayed on a
standard X-Y display by replaying the stored data through a
low-speed digital-to-analog converter (DAC). This gives a
display that neither flickers nor fades with time. With a
proper digital interface the digital data may be sent to a
computer for analysis and plotted or returned for display.

Inside the 5180A
As shown in Fig. 2, the 5180A includes the elements

typical of other waveform recorders, along with some new

ones. The two 1-Mfl high-impedance channels can be used
together in the Chop A,B mode or either can be used as a
single input. For the finest performance there is an extra
precision 50f) channel, AUX.

The AUX channel is relay-switched in place of the high-
impedance channels for appl icat ions requir ing the highest
bandwidth, lowest drift, and lowest noise. This input is

optimized for use with 50O systems or customized input
signal conditioning such as special anti-aliasing filters. The

design of such f i l ters is made considerably easier because
the system bandwidth is far beyond anti-aliasing require-
ments. The AUX channel is overvoltage and power pro-

tected by an internal clamp circuit and a front-panel fuse.

Analog-to-Digital Converter
The ADC in the 5180A is designed to give an accurate

Fig. 2. The 5180A Waveform Re-
corder  has  a  20-MHz,  1 ) -b i t
analog-to-digital converter and
16K words of memory. Channels A
and B are high-impedance chan-
nels and the auxiliary input is a
precision 50Qchannel.
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Flg. 3. Adjustable hysteresis makes it possib/e to set fhe
5180A to tilgger reliably on small signals or on large noisy
signals. (ln this example, the signal musl cross the lower
threshold and then the upper threshold to trigger the
rccorcler.)

representation of the input waveform (see article, page 9).
Input bandwidths of the amplifiers and sample-and-hold
circuit are much higher than the maximum sample rate to
reduce the possibility that these circuits will influence the
measured waveform. A complete set of specifications and
tests to verify them provides the confidence that the 5180,4'
will do what it claims (see article, page 27).

DigitalTrigger
Historically, the second most difficult assignment for any

measurement instrument of this class (after digitizing accu-
rately) has been to trigger properly. The 5180A trigger cir-
cuit uses the digital data from the ADC. This makes the
trigger level easily settable and repeatable. It is also possible
to set the sensitivity ofthe trigger circuit. The 51804 has a
hysteresis control which varies the width of the band that
the signal must go through before a trigger can occur. This
makes it possible to trigger reliably on both small signals
(by setting the hysteresis small) and large signals with large
amounts of noise. Fig. 3 illustrates this feature. In the top
trace, the hysteresis is small and the machine triggers on
noise. In the bottom trace the hysteresis has been adjusted to
account for the noise.

The selectable hysteresis feature means that the 51804
actually has two settable trigger levels, one for the trigger
and one for the hysteresis. By rearranging the circuit
slightly, the 5180A can offerbitrigger, the ability to trigger
on a signal if the absolute value exceeds a certain range.
This feafure allows triggering on transients where the exact
amplitude and direction are not known. For example, it is
possible to detect spikes on either the positive or the nega-
tive cycle of the 60-Hz line (Fig. a).

High-Speed Memory
The 5180A has one of the largest memories available in a

waveform recorder. While a conventional storage oscillo-
scope exhibits about 1% time resolution for any stored
signal and many other waveform recorders offer 1-to-2K
memories for 0.5 to O.1o/o time resolution, the 16K samples
of the 5180A provide 0.0060/o resolution. This improvement
in time resolution results in a much higher probability that

the transient to be investigated will be fully captured. At the
fastest sample rate of 50 ns per point, a 0.8-ms record is
achieved.

The memory is implemented using fast NMOS static
RAM (random-access memory) chips of the commercially
available 21,47 family. To ensure a reliable 20-MHz range,
two ranks of tO bits each arc written into sequentially. The
memory may be partitioned into 1 to 32 blocks. This allows
the user to measure a long transient or divide the memory so
that consecutive short events may be captured. An autoad-
vance feature is available to advance the memory location
following each measurement so that up to 32 events may be
recorded without operator intervention. Each event is cap-
tured with a corresponding clock time so that it may be
reviewed later along with its time of occurrence.

Microprocessor
The 5180A's microprocessor section is based on the B-bit

6800. There are four major subsections: processor, program
storage, variable storage, and inpuUoutput (I/O). The mi-
croprocessor has the ability to read status from and control
various attributes of the measurement sections (time base,
memory control, input amplifier, trigger).

The processor design is based on a design used in the IIP
53704 Universal Time-Interval Counter and the HP 5359A
Time Synthesizer. The program storage consists of 36K
bytes of ROM fread-only memory). 1408 bytes of NMOS
RAM are used to store temporary variables such as numbers
used in computations, and there are 512 bytes of battery-
backed-up CMOS RAM for storage of the current front-
panel settings and up to four additional setups.

The I/O subsection contains two interfaces for
compute$-HP-IB and parallel DMA-and two interfaces
for bench use-XYZ display and front-panel keyboard. The
IIP-IB is implemented using a large-scale integrated (LSI)
circuit chip. The microprocessor sends and receives data
under software control. The parallel DMA interface was
designed in conjunction with the memory control block to
allow the processor to be shut off and data to be transmitted
from the memory control, over the processor bus, and out
the parallel DMA interface at a maximum of 1M words per
second. Since speed is important, the design uses low-
powerand standard SchottkyTTL ICs. The XYZ display has
its own refresh RAM, address counters, and X and Y DACs
and amplifiers. The microprocessor places data in the XYZ
display RAM and the circuit continuously refreshes the
display by sending RAM data to the DACs. A significant
advantage of this is that the picture remains on the screen
even during the next measurement, instead of blanking out,

(continued on page 8)
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Waveform Recording with
the 5180A

Applications for waveform recorders range from subsonic
seismic surveying and biomedical research to microwave fre-
quencies and beyond, including radar and laser experiments.
The following examples of electronic applications demonstrate
the caoabil i t ies of the HP5180A Waveform Recorderdescribed in
the accompanying article.

Power Supply Testing
A common transient in an instrument is the turn-on characteris-

t ic. For example, a rel iable, well  regulated and electr ical ly quiet
power supply is a must for a well  designed instrument. The turn-on
and load change responses of the power supply are extremely
important. Detailed knowledge of the behavior of the supply be-
comes even more desirable when the supply has automatic over-
voltage and overcurrent shufdown. Input surge currents can
cause the supply to shut down as the instrument is powered on. A
waveform recorder can be triggered on the shut-down signal and
look backwards to find the cause of the shut-down and to show
how the power supply voltage decays.

Microprocessor Applications
Another application involves the interaction of digital micro-

processor circuits and an asynchronous interrupt. Fig. 1 illus-
trates the power-down sequence in the 5180A. A powerfail signal
gives advance warning that the power is going down so that the
microprocessor can calculate a checksum for the CMOS RAM
that stores the front-panel settings. When the interrupt occurs, the
microprocessor calculates the checksum and then write-protects
the RAM. In a good design, the checksum routine is short enough
that it can be completed before the power drops below the level
required by the microprocessor.

In Fig. 1 the measurement was tr iggered on the powerfai l  sig-
nal. The 51 80A was set to pretrigger about -5% , In other words, it
was set to load about 5olo of its memory with samples of the
waveform before the trigger point. The measurement was made in
the dual-channel (Chop A,B) mode with channel A connected to

Curco. neo€unerent
3.00000ns€ (x-o)r 5.3200V (x)
16,0500ne* (x-+) ' -80,000nV (x-+)

hp 51804 WAVEFORM RECORDER choner /B-Troce roc.  I
C0'0v  ronge

Ver. goin rl0.21v 000. nV offee!

Rec. len. 1024pL. off. -8,080v !C coupled

h., zoor 1924pr. -.-.- Ircce 2
pos. opl,

the CMOS RAM disable l ine and channel B connected to the +5V
power supply. The CMOS RAM disable signal is the result of the
completion of the checksum routine.

Disc Memory Testing
In the area of computer disc testing the 51804 is useful for

electromechanical analysis of the head positioning servo system
and for analysis of the read/write electronics. The top trace of Fig.
2 shows a 16K record of data read from a disc. In this case, the
disc is divided into sectors of 256 bytes each. At the end of each
sector is a check word. lf there has been an error in reading the
sector, the check word will not agree with the one computed from
the data read. This condit ion is used to tr iggerthe 5180A in a
-10f/o tr igger measurement. The record then contains 16K
points that represent the electronic signal from the read head
during the reading of the sector in question. The data can be sent
to a computer and a pattern recognition routine can be run to look
for an error.

The bottom trace in Fig. 2 shows the error, a pulse that did not
completely cross the logic threshold. There are many causes for
errors in reading: imperfections in the magnetic material itself,
noise in the ampli f iers, poor head posit ioning, pulse crowding,
and in f lexible discs, head bounce. By isolat ing the problem with
the waveform recorder, the disc can be exercised repeatedly for
many hours and the errors saved for study. The characteristic
shape of the error can give a clue to the cause of the problem.

Use with Spectrum Analyzer
A powerf ul measurement capability can be realized by combin-

ing a spectrum analyzer and the 5180A. The versatility of the
spectrum analyzer in receiving and down-converting incident
microwave signals matches the 5180A's abi l i ty to digit ize and
store an input. The setup is shown in Fig. 3. Whether the 5180A is
connected to the spectrum analyzer's lF or video output, time-
domain information from the RF input can be stored in the 5180A
and processed as desired. Since the 5.180A is oriented towards

18,32V

16.27V

14.22\

1 2 . 1 8 V

r0. 13v

s,080v

6. 032V

3.981V

1.936V
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Trg. poe. -51' -Z 70000neec

Ieve l  77 !  1 ,960V

Tr9. rine 1. 11536e 06eec

Fig. 1. A 51804 measurement ot
the power-down sequence ol
another 51804.
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Dropout

Fig,2. Top trace shows data read from a disc. Expanded
bottom trace shows an error, a pulse that did not cross lhe
threshold.

sjngle-shot data capture, transient or short-duration signals can
be rel iably monitored with this setup. Because the 5180A has
pretngger measurement capabil i ty, an RF burst can be com-
pletely captured, not just the port ion fol lowing the tr igger. Applica-
t ions for the 518Ofuspectrum-analyzer combination are found in
radar system testing, in noise measurements, and in the process-
ing of communications signals.

True-rms measurements can also be made with the setup of
Fig. 3. ln the zero-span mode, the spectrum analyzer becomes a
variable-bandwidth, superheterodyne tunable receiver. The
video output in zero-span mode is the t ime-domain envelope of
the RF input. The lF output from the spectrum analyzer is the
down-converted version of the input signal. For the HP 85664
(and many other HP spectrum analyzers), the lF center f  requency
is 21.4 MHz, and the lF bandwidth is control led by the selected
resolut ion bandwidth.

Although it is often written that the sample rate required to
recover the information f rom a given input is f.>2fr"", where f. is
the sample rate and fmax is the highest frequency component in

Vertical
(video) Out

RF Input Input

Microwave
InPut
Signal

Flg. 3, lnterconnections for using the Sl BOA Waveform Re-
corder with a spectrum analyzer to down-convert srgnals.

the lnput, this inequali ty is not completely general.  To recover
completely any input signal from the sampled input data, the
minimum required sample rate is

f s (m 'n  ) )

This expression degenerates into the less general form when
fr ln:0. In words, this general expression states that i t  may be
possible to recover completely a band-l imited signal with a sam-
ple frequency smaller than any frequency in the input signal.

Choosing the widest possible bandwidth (3 MHz), and making
the assumption that the skirts of the spectrum analyzer lF system
f req uency response are inf ini tely sharp, the minimum sample rate
for complete recovery of the lF is

2  e2 .9)  45 .8
r  n - f  e  g  e ,  [  2  2  s (22  9  -  1  9 .  9  )  ]  

: ,  :  6  5  429 MHz

The technique of using a waveform recorder as a sampling
down-converter wi l l  only work i f  the recorder's bandwidth greatly
exceeds 2I^u^, ln this case, the 5180A's bandwidth is adequate.

Fig. 4 shows examples of communications signals captured by
this method. The signals are television broadcast signals. Figs.
4a, 4b and 4c show vertical interval test signals, and Fig. 4d
shows two l ines of the picture.

IF
Out

Fig. 4, Television brcadcast sig-
nals captured using a waveform
recorder and a spectrum analyzer.
(a), (b), (c) Vertical intervat test
slgna/s. (d) Two lines of the pic-
ture.

Integer part of [ fru*i1fr",-fr ,n;]
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The front-panel displays and keyboard are driven from sev-
eral LSI ICs. One IC drives the small digits and scans the 64
keys, interrupting the microprocessor each time a key is
pressed. Two other LSI ICs drive the large digits and light
the annunciators.

Software structure in the 51804 consists of a real-time
operat ing system wi th foreground ( in terrupt l  and
background (measurement) divisions. VO operates in the
foreground under interrupts. Measurements and tasks that
require the high-speed memory occur in the background.
Communication takes place through locations in both the
temporary and front-panel RAMs. Internal libraries supply
HP-IB I/O routines, stack-oriented 32-bit and 4e-bit
floating-point math routines, integer math routines, and 4K
bytes of HP-GL (Hewlett-Packard Graphics Language)
routines to send an annotated graph of waveform data to
a plotter.

XY Display
Waveform recorders sample waveforms, but the user is

most interested in viewing a waveform as if it were con-
tinuous. When the input frequency is low with respect to
the sample rate, the dots appear close together and the
human eye connects them automatically. However, when
the input frequency is high (20 samples per cycle) the dots
become too far apart, and the eye has trouble, Various
means can be used to connect the dots into a continuous
display. The 5180A low-pass-filters the output of the dis-
play driver to obtain a smooth curve. The filter is optimized
to provide linear phase response so that square waves will
be displayed properly. It also has a sharp cutoff to repro-
duce sine waves faithfully. Fig. 5 shows sine and square
waves before and after the line mode has been enabled.

Other Operating Features
The 5180,{ is completely programmable. All front-panel

8 lrwrEn-pncrARD JoUBNAL NovElvlBER 1982

Fig. 5. Ihe 5180A's line display
mode connects samDle dots and
provides a continuous display. (a)
Square wave, dot mode. (b)
Square wave, line mode. (c) Sine
wave, dot mode. (d) Sine wave,
line mode.

controls are under microprocessor control. Light-emitting
diode (LED) displays and annunciators reflect the current
state of the instrument. These displays facilitate remote
programming of the front-panel controls by echoing com-
mands as they are sent. All fundamental settings have dis-
plays so that it is easy to monitor their current states.

A computer may obtain front-panel settings from the
5180A by sending one of many teach/learn commands. The
settings are retumed in the same ASCII* form used to pro-
gram the 5180A. This form of output is more easily read by
human operators, who can verify the settings. High-speed
memory data is available in either ASCII for ease of use and
readability or binary code for speed. A 16-bit parallel inter-
face inputs or outputs waveform data at up to one million
10-bit words per second. This is extremely useful when a
rapid series of measurements is needed. For example, LK
records may be read into an HP 98264 Computer with less
than 4 ms between measurements.

Many uses of the 51804 require some form of hard-copy
output. There is not always a need, however, for a computer
to read and manipulate the data. The 5180A can output a
completely annotated graph to anyHP 9872BlClSlT,7225A,
7245A18,747OA, or 7580A/B5A Plotter. The output uses the
HP-GL plotter language and is sent over the HP-IB. Fig. 1 on
page 6 is an example of this kind of output.

Like an oscilloscope, the 5180,{ is a complicated instru-
ment with many choices of settings, To make it easier to use,
the AUTOSET key causes the 51804 to search for and au-
tomatically acquire a repetitive signal. To do this, the
5180A makes measurements at two different sample rates
and searches for a signal in the input channels. It adjusts the
gain of the channel so the signal nearly fills the vertical di-
mension of the CRT and then adjusts the time base so that

*ASCll:American Standard Code for lnformation Interchanoe



from two to five cycles of the input signal are visible. The
trigger level is set at the 50% point of the waveform, and the
hysteresis is set to 25o/" of the peak-to-peak amplitude.
Periodic waveforms from 40Hzto 10 MHz can be acquired.

Once the desired settings have been achieved, they may
be saved in the nonvolatile CMOS memory. The current
settings are always saved when the power is shut off. Four
more settings can also be saved and recalled. This provides
benchtop convenience when multiple standard measure-
ments are made, and reduces the number of bytes that need
to be sent when the 5180A is used on the HP-IB.

James L. Sorden
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that we could do the job and that the job was worth doing.
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Designing a Ten-Bit, Twenty-
Megasam ple-per-Second Analog-
to-Digital Converter System
by Arthur S. Muto, Bruce E. Peetz, and Robert C. Rehner, Jr.

HE ANALOG-TO-DIGITAL CONVERTER (ADC) in
HP's new 51804 Waveform Recorder is a custom-
designed, high-performance converter capable of

20 mill ion conversions per second with 10-bit (2-mV)
amplitude resolution, equivalent to 60 dB of dynamic
range. Performance typically degrades by only one bit from
dc to the Nyquist or "folding" frequency (input frequency
equal to one-half the conversion rate). Credit for this reli-

able performance is due in large part to two hybrid substrate
assemblies that contain 12 custom integrated circuits.

High-speed ADCs that can encode or digitize continu-
ously are usually "flash" or all-parallel designs. These con-
verters are extremelv fast because an N-bit converrer uses
2N-1 comparators tL compare the analog input voltage to
2N-1 precision reference voltages. For a high-resolution
converter the amount of circuitry required can become pro-
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hibitive. A 1O-bit flash converter, for example, requires
1023 comparators in addition to the necessary logic cir-
cuitry to decode the comparator outputs to a 10-bit binary
code. The large number of high-speed comparators leads to
excessively high input capacitance and to prodigious
power supply requirements.

A technique that trades conversion speed for circuit
simplification is the parallel-series or parallel-ripple ap-
proach. In a two-pass converter using the parallel-ripple
technique, a coarse flash encode of the input voltage is
performed to get the most-significant bits. Then the analog
voltage equivalent of the coarse encoder's digital output is
generated and this is subtracted from the input voltage. The
difference voltage, or residue, is then digitized by a fine
flash encoder to get the least-significant bits.

The parallel-ripple design was selected for the 5180A
ADC instead of the flash converter because of the tremen-
dous reduction in the number of comparators needed. A
10-bit, two-pass, parallel-ripple converter that includes re-
dundancy (whose purpose will become evident when the
digidzer is described in detail later) can be built with less
than 1 00 comparators-an order-of-magnitude reduction'
However, there are significant tradeoffs. Not only is the
parallel-ripple converter slower, but it also requires several
diff icult-to-build components: a high-speed digital-to-
analog converter (DAC) that transforms the first-pass word
into an analog level, a high-speed operational amplifier that
performs the subtraction, and a high-performance sample-
and-hold circuit that guarantees that the voltage input to
the parallel-ripple digitizer does not change between the
first-pass and second-pass conversions.

The complete parallel-ripple ADC in the 5180A is con-
tained in a module consisting of five printed circuit board
assemblies that perform the following functions: sample-

Sample

Preampl i l ie r  
R1

10-Bi t
Word
Out

Latch

Fig, 1. 51 B0A Waveform Record-
er paral lel-rr pple analoglo-digital
converter (ADC) block diagram.

and-hold, parallel-ripple digitizer, precision reference and
power supply, precision timing generator, and redundancy
logic circuitry. The sample-and-hold and digit izer as-

semblies include hybrid circuits that contain five of six
custom integrated circuits specifically designed for the

5180A. The sixth custom design, found in the input

ampli f ier hybrid, is described in the box on page 18.
Fig. 1 is a block diagram of the ADC moduie.

Sample-and-Hold Design
In HP's parallel-ripple ADC, a sample-and-hold circuit

(S/H) maintains the digitizer's input voltage constant while

both encoder passes digitize the input. A simplified S/H

block diagram appears in Fig. 2. The S/H is directed to
acquire a point on the S/H input waveform by a positive

pulse on the sample line. This pulse forces the sampling

switch to close, causing the hold capacitor to charge to the
voltage at the input to the switch and then follow or track
it. This voltage is a buffered attenuated version of the S/H
input. When the pulse returns low, the switch opens and

the voltage on the capacitor is held because of the high

impedance at this node. The postamplifier buffers the hold

capacitor voltage from the digitizer and amplifies it by a

factor of two to compensate for the resistive attenuator at the

preamplifier output. The function of the attenuator will be

explained later.
Four custom ICs were designed for the S/H using HP's

proprietary S-GHz f1 process, highlights of which are pre-

sented in the box on page 15. Two of the ICs are used in the
preamplifier and postamplifier. The remaining two ICs-

the sample gate and gate driver-were designed for the

sampling switch circuitry shown in Fig. 3. The sampling

switch is a monolithic Schottky diode bridge that is con-

tained on the sample gate chip, a photomicrograph of

Post-
ampl i l ie r

To Digitizer

R2

R2

Fig. 2. Simplified sam7le-and-
hold circuit block diagram.
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_lJa.

lr

D2

Sample
Gate lC

Fig. 3. Samp/ing switch circuit
contains two custom integrated
circuits.

amplifiers designed to deliver large current pulses having
subnanosecond rise and fall times. Fast transitions are
needed to define the sampling time unambiguously, When
the S/H is directed to sample through the differential sam-
ple and rarnple lines, the open-collector outputs of the gate
driver IC deliver a 1.O-ns-wide current pulse to the primary
of the center-tapped pulse transformer. The secondary cur-
rent of the trifilar-wound transformer is nearly double the
primary current (core losses prevent exact doubling). The
secondary current is capacitively coupled to the sampling
bridge and can be thought of as a floating 50-mA current
source connected across the top and bottom of the bridge
dur ing the 10-ns sampl ing t ime.  The large current
amplitude results in fast slewing of the hold capacitor and
10F/o sampling efficiency. This level of sampling effi-
ciency, which indicates that the accuracy of each sample is
independent of the value of the previous sample, is an
absolute requirement for one-shot applications like the cap-
ture of transient phenomena.

The third special IC designed for the S/H is a high-speed
operational amplifier (op amp), whose photomicrograph
appears in Fig. 5. This amplifier was designed to satisfy
both the preamplifier and postamplifier functions, and the
same basic op amp is also used in the digitizer and the input
amplifier. Fig. 6 is a simplified schematic of the op amp. Q1
and Qe are emitter-follower inputs to the gain stage formed
by emitter-coupled transistors Q2 and Qe. To minimize the
phase delay through the amplifier, important for high-
frequency phase margin, only a single stage of gain is used.
The open-loop gain of the amplifier is adjusted with a metal
maskoptionwhich selects R:10, 50, or 75 ohms. The lower
the desired closed-loop gain, the larger the emitter resistors
must be to increase phase margin by lowering the open-
loop gain. Q5 and Q6 are cascode transistors that increase
the amplifier's bandwidth by minimizing the Miller capaci-
tance of the emitter-coupled pair. The three outboard pnp
transistors, Q7 through Q9, are connected as an active cur-
rent mirror and form a high-impedance active load to
maximize the amplifier's open-loop gain, typically 60 dB.
Transistor Q10 and Zener diode D1 form an emitter-
follower buffer and level-shift stage. The output is also an

D3

09 D10

o4

l e
Sample

56mFie

I  l t .
Gate Driver lC

Note: Points A and B correspond to nodes A and B in Fig.2

which is shown in Fig. 4a. Since the bridge is monolithic,
diodes D1 through D4 are better matched and have smaller
parasitic elements than bridges made from discrete diodes.
As a result, when the switch is closed by passing a current Ig
through the bridge, the bridge remains fully balanced. For
example, if the voltage at point A is initially much more
negative than the hold capacitor voltage, then the hold
capacitor will be linearly discharged by the full Is current
through D4. Since the bridge is well balanced, D1 also
conducts Is while D2 and D3 are nonconducting. The resis-
tor attenuator between the preamplifier output and the
bridge prevents this Is current, which can be as large as 50
mA, from disturbing the linear operation of the preamplifier.
High slew rates are characteristic of this linear portion of
the acquisit ion of the input sample because of the
large magnitude of the IS current. When the hold capacitor
voltage is within about 200 mV of the voltage at point A, then
D2 and D3 begin to conduct and a slower RC-limited dis-
charging takes place. This slower portion of the acquisition,
controlled by the hold capacitor and the resistance it
sees-one-half Rr plus the resistance of the diode-
continues until all four diodes conduct equally. At this
point acquisition of the input sample is complete and the
voltage on the hold capacitor continues to track the input
waveform until the sampling switch is opened by reducing
the current Is to zero as quickly as possible to prevent
contamination of the hold capacitor voltage by undesirable
diode current mismatches.

The sample gate IC also contains circuitry needed during
the 40-ns hold time, when the voltage on the hold capacitor
must be kept constant. When Is is equal to zero, the matched
npn current sink and pnp current source drive 1-mA cur-
rents through the series diodes, D5 through D10. This
reverse-biases the bridge diodes and lowers the impedance
at the top and bottom of the bridge, attenuating the feed-
through or coupling from point A to the hold capacitor
across the 1 -pF ;'unction capacitances of the reverse-biased
bridge diodes.

The current I5 that turns the bridge on is supplied by the
gate driver IC, a photomicrograph of which is shown in Fig.
4b. The gate driver is simply two cascaded emitter-coupled

NOVEI\,4BER 1982 HEWLETT-PACKARD JOURNAT 11



Fig. 4. (a) Sample gate lC contains a monolithic Schottky
diode bridge sampling switch. The chip size is 1 .3 x1 .3 mm.
(b) Gate driver lC generates a high-current pulse that has
subnanosecond transition times. The chip size is 1 .28x1 .28

emitter-follower stage with an emitter current of q0 mA,
which is needed for driving 50-ohm loads to +1-volt levels
with low distortion. Q11 is actually three parallel transis-
tors with emitter resistors to ensure that they share current
equally. Diodes D2 and D3 are Schot&y diode clamps that
minimize the recovery time for input overload situations.
Variable capacitor C1 can be adjusted to give critical damp-
ing of the amplifier's step response, desirable for high slew
rates and rapid settling applications as described later. The
chip dissipates nearly 1 watt of power.

For the preamplifier, the op amp is used with 75-ohm

1 2 Hrwrert -pncKARD JoURNAL NovEMBER r 982

Fig.5, Three different versions of thls hlgh-s peed operational
amplifier are used in the ADC system. /t serves as a pre-
amplifier and a postamplifier in the sample-and-hold circuit
and as an error amplifier in the digitizer. The chip size is
0.93 x1 .21 mm.

emitter resistors in a closed-loop, positive gain-of-one con-
figuration. The drift, gain flatness, and linearity of this
amplifier are far superior to the open-loop buffers often
found in other S/H designs. The preamplifier typically has a
full-power bandwidth of 150 megahertz when driving the
50-ohm load represented by the resistive attenuator to
2-volt peak-to-peak Ievels. The harmonic distortion com-
ponents generated with a full-scale input are greater than 66
dB below the fundamental amplitude, equivalent to one-
half least-significant bit, at any frequency within the 10-
megahertz Nyquist bandwidth of this ADC system.

For the postamplifier, the op amp is used with 50-ohm
emitter resistors in a closed-loop, positive gain-of-two con-
figuration. The postamplifier is capable of slewing at 1.0
volt per nanosecond, compatible with the high slew rates
associated with the hold capacitor voltage. Within a few
nanoseconds after the sampling switch is opened, the post-
amplifier has settled enough for the digitizer to perform the
first-pass conversion. The bipolar op amp includes pnp
current mirrors to provide input bias current compensation
that reduces the voltage droop of the hold capacitor. The
postamplifier's output stage, capable of *1-volt levels, is
connected to the digitizer through a short coaxial cable that
is terminated in 50 ohms at the digitizer to minimize volt-
age errors caused by line reflections.

The value of the hold capacitor represents a compromise.
A small value lowers the gate driver current requirement
and lowers the RC time constant of the sampling switch
circuitry for wider bandwidth. A large hold capacitor re-
duces the feedthrough across the reverse-biased bridge
diodes and reduces the droop ofthe hold capacitor voltage
caused by the finite input bias current of the bipolar post-
amplifier.

Hybrid packaging completes the S/H design. As the pic-
ture of the hybrid assembly in Fig. 7 shows, the four inte-
grated circuits are interconnected on a thin-film ceramic
substrate to reduce parasitic reactances. These unwanted



+Vr

External to Chip

*V r

capacitances and inductances can limit fast, accurate ac-
quisition and contribute to contamination of the hold
capacitor voltage. This packaging concept, previously used
in the HP 9825A Desktop Computer, is described in more
detail later in this article.

The result of the IC and hybrid design efforts is a high-

Out

40 mA

-V5 Fig. 6. Sinpl i f ied operational
amplifier schematic diagram.

performance sample-and-hold circuit. The bandwidth, in-
cluding the input protection, sampling switch, and both
amplifiers, is typically B0 megahertz. This factor-of-eight
margin over the 10-megahertz Nyquist frequency mini-
mizes analog gain and phase aberrations and allows an
input anti-aliasing filter, if needed, to be designed inde-
pendently of the less precisely controlled S/H transfer func-
tion poles. The high sampling efficiency of the S/H is dem-
onstrated by its ability to acquire the positive and negative
extremes of the ful l-scale voltage range (*1V) in consecu-
t ive sample cycles with ful l  10-bit  resolut ion (0.1%).

Digitizer Design
The digitizer portion of the analog-to-digital converter

sys tem rece ives  the  sampled  ana log  s igna l  f rom the
sample-and-hold circuit and encodes it to obtain a digital
representation. It does this in a multistep operation as
shown in Fig. B. A coarse estimate of the incoming signal is
made by the first-pass encoder, which is accurate to about
five significant bits. The digital estimate is then recon-
verted to analog form by the digital-to-analog converter IC
and subtracted from the original signal by an error
amplifier. The error amplifier output represents the error
inherent in quantizing the signal to only 5 bits. This error is
digitized by the second-pass encoder, this time to 6-bit
accuracy. The first-pass estimate and the second-pass result
are then combined to give the full 10-bit output of the
digitizer subsystem,

The performance of the digitizer is made possible by the
custom integrated circuits used in the digitizer hybrid. The
key circuit is the four-bit quantizer used in the first and
second passes. The first pass uses two quantizers for five-bit
operation while the second pass uses four quantizers to
obtain six-bit resolution. The quantizer is capable of digitiz-Fig. 7. Samp/e-and-hold hybrid mounted in its heat sink

NovEtvBER i 982 HEWLETT pACKARD louRNar 1 3



Reterences Flrst-Pess Clock Fhst-Pass Data (5 Blts)
to Bedundancy Logic

Secon&Pasg
Clock

lnverted Secon&
Pass Data
(6 Blts) to

Redundancy loglc

Rbferences

Analog
hput
from

Sample and
Hold

ing an analog signal into a four-bit word every four
nanoseconds.

As shown in Fig. 9, the quantizer input signal is received
by a resistor ladder. Since the signal is applied to both ends
of the ladder, it appears on each input of tle 16 amplifier/
buffers. A reference voltage is applied to each end of the
other (reference) resistive ladder' This ladder establishes a
unique reference voltage at each reference input of the 16
amplifier/buffers. As a result, the bank of amplifier/buffers
generates athermometer code that describes thevalue of the
input voltage compared to the reference voltages. Buffers
whose inputs are greater than their reference voltages give

second-Pa$ Flg. 8. Digitizer encodes the
Encoder sample-and-hold circuit output in

a fwo-pass aperation.

high ou@uts while buffers whose inputs are less than their
reference voltages give low outputs.

The amplifier/buffer is designed to be a high-bandwidth,
high-slew-rate circuit. The input is buffered by emitter fol-
lowers (Fig. r0) for high isolation between individual differ-
ential switches and the input signal. The buffering also
produces a low input capacitance for the chip, approxi-
mately 7.5 pF. The remainder of the design is an emitter-
coupled, low-gain amplifier. Overall 3-dB bandwidth is
about 1 GHz.

Following the first stage, the latch stage contains cir-
cuitry for decoding and latching functions. The initial

Flg. 9. The four-bit quantizers
used in the digitizer are custom
integrated circuits that can con-
vert an analog signal into afour-bit
word every four nanoseconds.

Input Amplifier/
Bufturs (16)

Digital
Output

Over
Range

\-----vJ

Flr3t-Pasg
Encoder

OEOverrange
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Custom IC Processes

Two custom HP integrated circuit processes played a signifi-
cant part in developing the 5180A ADC module: A S-GHz bipolar
process, used for al l  of the special lOs in the ADC. and a 1-GHz
bipolar LSI process, used in the input ampli f ier (see page 18).

The S-GHz processl was developed to minimize rr and Re,
raising the f1 of transistors to over 5 GHz at lc : 10 mA. The
process features an ion-implanted base and pn-junction isolation.

The 1-GHz LSI process is designed for high density and
medium frequency response. Very high yield is achieveo on ar-
rays with 300 to 400 gates. This process allows clock rates of 175
MHz on low-power circuits. lt has been used extensively for both
digital and l inear circuits where standard npn and pnp cel ls as
well as l2L (integrated injection logic) cells with lOOO gares are
fabricated.

The table below summarizes the characteristics of the two
processes.

-v2

Input

+

- 5.2V

Fig. 10. Quantizer input amplifierlbufter schematic diagram.

thermometer code is converted by an input cross-coupled
stage (Fig. 11) to an B-bit cyclical code with an overrange
bit. The cross-coupled stage is an AND gate with one of the
inputs inverted. For the three valid input states, this stage
behaves like an EXCLUSIVE-OR circuit, from which a cycli-
cal code is derived. Since the cross-coupled input to the
latch does a preliminary level of decoding when receiving
the signal, only nine latch circuits are required to hold the
information. The latch portion of this stage is a conven-
tional ECL (emitter-coupled logic) latch design, with the
latch command applied to a current-steering pair of transis-
tors that selects either the input (leam mode) or regenera-
tive (hold mode) transistor pair. The latches use positive
feedback to regenerate logic levels from the analog signals
at their inputs when the regenerative pair is selected by the
latch command. The digital information then advances to
the logic stage, which converts the information to four-bit
binary code with an overrange bit.

The logic design employs standard ECL configurations to
realize EXCLUSIVE-OR and AND functions. An additional
circuit combines these functions into a single stage for
overrange decoding. Following the logic stage, Zener
diodes level-shift the signal to the ground-reference stan-
dard for use outside the chip. The data latch that follows is
another conventional ECL design. The ECL output is
distributed differentiallv bv four emitter followers for

+ l
o,re"r 

f 
rlji:lh,t

- )

- v2

Parameter

RB

CJeEo
CJeco
ccs
Pr
l s
Metal

S-GHz 1-GHz LSI
Process Process units

31 .8  120  ps
40.0 100 ()
0.57 O.57 pF
0.56 0.52 pF
0.20 0.50 pF

60.0 100
3 .2x10 -16  6 .2x10 -16  A
Moly Gold Aluminum

Line Center-to-
Center Space 5

Emitter Length 4Ox2
t z  p m
40x1  pm

Reference
1 . D.M. DiPietro, "A New s-GHz Process for High-Speed Digital Circuits," IEEE Digest,
1 975 | nternational Solid-State Circuits Conference.

maximum versatility.
Special design features ofthe quantizer enhance its util-

ity. One is input bias current compensation, A pnp current
mirror is employed on both the signal and reference inputs.
Each mirror detects the amount of base currentflowing into
all of the amplifierhuffer stages and adds that much current
to the respective input. Another error-canceling feature is
the use of dual resistive ladders. The resistive ladder on the
reference side provides the linearly weighted reference
voltages used to define the code bins. The side effect of
using an equal-weight ladder for this function is a bowed
error created by base current supplied to the input by the
ladder. By using an identical ladder on the signal side, the
error is made common-mode and is rejected by the
amplifierhuffers.

The use of t6 amplifierhuffers makes parallel configura-
tion of quantizers possible by a coding scheme that pre-
serves the top transition in the form of an overrange bit.
When the signal is above the range of the quantizer, this
fifth bit is on and all the other bits are zero. This five-bit
output simplifies decoding when more than one quantizer
is used. Since the four low-order bits are zero when the
signal is out of range of a quantizer, simple wired-OR decod-
ing is used for these four bits. For the five-bit first pass, the
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Fig. 11, Quantizer input latch schematic diagram.

overrange bit of the lower quantizer becomes the most-
significant bit. For the six-bit second pass, the central over-
range bit becomes the MSB, and the second MSB is simply
decoded from the overrange bits for the three lower quan-
tizers. The quantizer contains 600 transistors and dissipates
a maximum of 1..8 watts on a 2.98-mm-by-3.05-mm chip
(Fis. "12).

Another key integrated circuit in the digitizer is the 1O-bit
digital-to-analog converter. The DAC converts five bits
from the first pass to an analog signal with 10-bit accuracy.
It uses differentially buffered transistor switch cells to route
a fixed current into an R-2R ladder (Fig. 13). The digital
portion of a cell receives a bit of information, converting it
to a low-level differential signal. This differential signal
drives the analog current-routing portion of the cell in a
high-speed, low-noise fashion. The R-zR ladder combines
the currents from all the cells in a binary fashion to form the
analog voltage. The cell switches and R-2R ladder are all
integrated to reduce parasitic reactances, allowing settling
to 10-bit accuracy in less than 15 ns. Trimming for dc errors
is done by external adjustment of the fixed currents. The
DAC dissipates one-half watt on a 2.72-mm-by-1.65-mm
chip (Fig. 1a).

The signal from the DAC is subtracted from the sample-
and-hold output by the error amplifier. The error amplifier

1 6 rewlErr-pncKARD JoURNAL NovEt\,4BER 1982

Fig. 12. Quantizer chip contains 600 franslstors and mea-
sures 2.98 x3.05 mm.

is an operational amplifier identical in design to that used
in the sample-and-hold. For use in the digitizer, a version
with 10-ohm emitter resistors is used; this is appropriate to
the large closed-loop gain required of this amplifier. Setting
the gain is an integrated network of silicon resistors fabri-
cated on the same wafer as the DAC to provide good match-
ing over temperature and time. The signal is amplified by
these components to cover one-half the second-pass range,

T l

o r l  o
l o

l 6
f o
t q

+ l o
o "  l F
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'| 50{)

75t t
To Next
Stage

Digi ta l
Input

Analog
Ground

Digi ta l
Ground

Vrhresn

VBr" "

Trim Resistor

5.2V - 5.2V

Fig. 13. The digital-to-analog converter (DAC) used in the
parallel-ripple ADC conslsts of ten of these cel/s. Only five

inputs are used in the 5180A.



Fig. 14. DAC chip measures 2.72 xl .65 mm.

Error Analysis
To achieve 10-bit, 2O-megasample/second operation,

careful allocation of timing and error margins for each sub-
system was done. The time budget for the digitizer consists
of 40 ns of hold time. The first 5 ns is allocated for the
sample-and-hold to settle to the six-bit level and for concur-
rent acquisition ofthe signal by the first pass. The next 35 ns
is allotted for the DAC and error amplifier to receive the
signal and settle. Of this 35 ns, the final + ns is concurrent
with acquisition of the signal by the second pass.

The error budget for the digitizer revolves around the use
of an extra bit of resolution in the second pass. It is this
redundancy bit that allows the error signal to be scaled for
one-half the total second-pass range (the middle halfJ. The

First-Pass
Scdmrnl

Reinverled Second-
,, Pass Range

./  111111

other half (the two outer quarters) of the range is used for
error correction.

To make the scaled error signal from the first pass fall in
the middle half of the second-pass range, the error signal is
offset by one-half of a first-pass LSB. This means that the
first-pass LSB overlaps the second-pass MSB. The overlap-
ping makes the final output code somewhat complicated to
extract. As shown in Fig. 15, when the code falls in the
overlap region, it is equivalent to a point 32 LSB into the
main region with the first-pass code in an adjacent ! in.
Mathematically, this means that the result should be:

c o d e : 3 2 F + S  -  1  6 ,

where F is the f irst-pass code and S is t l re second-pass code.
In this digitizer, the mathematics are further complicated
by an inversion done by the error amplifier: the resultant
second-pass  code is  the  complement  o f  the  des i red
second-pass code. This is handled by altering the formula:

c o d e : 3 2 F - S + 4 2 .

This code computation is done on another board, the re-
dundancy board (see Fig. 1).

A pair of examples may clarify the error correction
scheme.
Example 1: Correct code : 0110011010

01110 , , '

-a

1 1 0000
1 0 1 1 1 1

lst-pass code
2nd-pass code

Computation

Result

lst-pass code
2nd-pass code

Computation

Result

lst-pass error

01  101
001010

01  101
+  001010

0110101010
- l

0 1 1 0 0 1 1 0 1 0

1st-pass error

01011
1101  1  1

0 1 0 1  1
+  1 1 0 1 1 1

01  100101  1  1
- l

0110000111

No error

01  100
101010

01  100
+  101010

01  10  101010
- 1

01  1001  1010

No error

o1 100
0101 1  1

01100
+ 0191 11

01 100101 1  1
- 1 _

011000011 1

Example 2: Correct code:0110000111

01 101
Actual Signal

As Sampled by
Second Pass o------

Signal As a
Sampled by
First Pass

01100

01011

1 00000
0 1 1 1 1 1

01 0000
001111

u r u t u

000000

The errors that the redundancy range corrects are the
incomplete settling of the sample-and-hold signal at the
time the first pass samples it and the nonideal digitizing of
the signal by the first pass. The assumption is made that the
value ultimately digitized by the second pass is correct, so
that differences between the first- and second-pass values
are used to correct first-pass errors.

The error attributable to the first pass allows one-
quarter-bit enors in any given threshold, which is equiva-
lent to 8 LSB in the second pass. This is within normal
manufacturing tolerance of the quantizers. The time budget
of 5 ns allows over twice the time normallv needed for

Fig. 15. The error signal or residue from the /irst pass ls
scaled and offset to fall in the middle half of the second_pass
range. Thus the flrst-pass LSB overlaps the secondpass MSB.
lf the first pass makes an error, the overlap o/ fhe second pass
detecrs and corrects the error.
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A 40-MHz Input Amplifier

Any analog{o-digital converter system has limited usefulness

without appropriate signal condit ioning circuitry at the input to
perform the functions of scal ing and offsett ing the lnput signals.
The input ampli f ier of the 5180A performs these functions under
HP-lB control.  There are two 1-megohm input channels, which
can be used individual ly or chopped, For users who wish to

supply their own signal condit ioning, an auxi l iary channel pro-

vides a direct 50-ohm connection to the ADC module's sample-
and-hold circuit .

The heart of the input ampli f ier is a thin-f i lm hybrid (Fig. 1). On

this hybrid are two preampli f ier lCs, a level-shif t ing chip, and an

operational ampli f ier chip, al l  designed and bui l t  by Hewlett-
Packard. The preamp lOs are bui l t  using a z-GHz fr bipolar
process.l  The op amp lC is described in the accompanying
art icle, and the level-shif t ing IC is the f irst circuit  in production

using HP's MAGIC chip.-
' [ /AGIC : multiple access generalized interconnect clrcult

Fig, 1, 5180A Waveform Recorder input amplifier hybrid cir-
cuit includes four HP integrated circuits and 27 thin-film
reslsfors.

acquisition by a quantizer.
The error budget calls for full 10-bit accuracy of the DAC

and error amplifier combination. This depends on the time

allotted for the pair to settle, The time budget of 3 5 ns makes
the amplifier the Iimiting speed component in the system.
Since the sample-and-hold s ignal  reaches the enor
amplifier before the DAC signal, the amplifier is briefly
driven out of the active range. Schot&y clamps in the error
amplifier keep it out of saturation. Recovery is fast enough
for the closed-loop bandwidth of q0 MHz to meet settling
requirements in the allotted time. The second pass uses
quantizers at their resolution limit: peak bin size deviations
up to 1/3 LSB may occur. As with the first pass, the time

requirement of 4 ns is easily met by the quantizers'
To summarize, the digitizer's performance is the result of

four different custom IC designs used in nine places on a
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Buil t  using a 1-GHz bipolar LSI process, the MAGIC chip con-
tains an array of transistors and resistors. The designer defines
the function of the circuit  by specifying a custom second metal
mask. This approach allows fast development time at low cost.

Signal voltages presented to one oi the two high-impedance
inputs pass through a discrete attenuator and JFET impedance
converter assembly which drives the hybrid (see Fig. 2). On the
hybrid, signals proceed to the preamp lC where the voltages are
attenuated and the signal information is converted to differential
currents. These dif ferential currents are summed with other dif fer-
ential currents containing the offset information. These combined
currents are converted to a differential voltage that is presented to
the MAGIC chip, which level-shif ts the voltage and buffers the
preamp stage from the output stage. The op amp output stage
converts the differential voltage to a single-ended voltage. The
hybrid output drives the 50-ohm input to the sample-and-hold
circuit .

The hybrid also contains 27 thinJi lm resistors. Because the gain

of the circuit  is determined by the rat io of several of these resis-
tors, tr imming some of the resistor values is a must. An HP 9825A
Desktop-Computer-based automatic trimr:ning system2 heats
each resistor individual ly by running a high current through i t  and
monitors the change in resistance value resulting f rom the oxida-
tion of resistor material. Resistors are trimmed toO.25% tolerance
with low values of drift with time.

The 5180A input ampli f ier has a typical bandwidth of 60 MHz.
Coup led  w i th  the  ADC sys tem th is  resu l ts  in  an  ampl i { ie r
bandwidth greater than 40 MHz for a flat frequency response past

the Nyquist frequency. Each channel can be ac coupled. Each
channel input can be internal ly grounded or connected to a preci-

sion 100-mV reference for precise operational verification ot the
ampli f ier iADC system.

Reference
1.  J .K .N i l i l l a rd , "AnOsc i l loscopeVef i i ca-Channe lAmpl i f ie r tha tCombines lvono l i th ic ,
Thlck-Film Hybrid, and Discrete Technologies, Hewlett-Packard Journal, December

1 975.
2. C. Worley, "Precisron Cutrent Trimming of Thin-Fllm Reslstors," Hewlett-Packard

Hybrid Packaging Conference, June 22, 1981.

-Pat Deane

thin-film hybrid microcircuit (Fig, 16). The output is pro-
vided on ECL lines for high-speed transmission of informa-
tion with a minimum of noise.

Design Considerations
The nature and complexity of the sample-and-hold and

digitizer circuitry dictated hybrid circuits. Pulse rise times
Iess than 1 ns and a sample-conversion process (sample-
and-hold, first pass, DAC settling, second pass) that must
take place in 50 ns fit well with hybrid geometries and their
microwave transmission line structures. Line widths and
Iengths are controlled so the timing is repeatable and well
defined.

The high density attainable with hybrid techniques has
two other important features. By placing all components
close together, parasitic elements can be reduced, ground



l(xl'mv t)
Precision rr
Reference , ov"*

-=_:

Channel
A

lnput
9 '  l f  &o
,<J 

r.-o

A Normal/
" Calibration-lw v1 =(la+Ai) Ruoaor

v2 =(la-Ai) Ruoaoz

dc/ac

loops can be minimized and references can be bypassed to
the "same" node. A quantization resolution of 2 mV places
very stringent requirements on the cleanness ofthe analog
ground references and power supply, Digitial switching
currents must be isolated and bypassed so references do not
change. A thermal environment that allows the DAC and
feedback resistor to track each other is also important, and
close proximity with a minimum of packaging interfaces is

necessary.
Twelve watts of power must be removed from the dig-

itizer hybrid with a minimum temperature rise at the IC
junctions, The hybrid is mounted in a finned aluminum
heat sink. Heat sink grease is applied in dots just under the
ICs. This technique minimizes the effects of substrate
camber and results in the lowest thermal impedance. In-

frared microscope measurements on this structure have
confirmed athermal impedance of 15T/watt. This indicates
that the hottest transistor junction of a quantizer IC is only
20t above the ambient measrued at the back surface of the
heat sink. When the instrument is at maximum rated tem-
perature, 55t, the transistor junction is at 105t, which is
excellent for reliability considerations.

Hyb!ld

50O LlnotoSampb-.
dnd.}bld Clrcun

MAGIC Chip
lmpedance converter/

Level Shifter

An automatic gold thermosonic bonder is the assembly
technique for fabricatingthe 275 wire interconnects in the
digitizer circuit. This bonder was chosen more for repeata-
bility, quality, and correct bond placement than cost of
circuit construction,

The digitizer and sample-and-hold hybrids are exactly
the same size and mounted in similar ways on their respec-
tive boards, A 1.65-mm-diameter tube of silicon rubber
covered by a KaptonrM film with etched conductors 0'076
mm wide and 0.102-mm spaces is sandwiched between
mirrored pads on the board and substrate. This gives
mechanical alignment, current-handling capability for the
high dc bias currents, and a good RF match.

The sample-and-hold and digitizer printed circuitboards
are part of the ADC module, which is a stand-alone five-
board set that requires only dc power and a single-phase
clock to perform the analog-to-digital conversion. The other
three boards in the module are timing, redundancy, and
voltage reference boards.

The timing board generates six different one- or two-
phase clock signals. Three of these, the sample-and-hold,
first-pass, and second-pass clocks, require a very precise
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cooperation of Santa Clara Division's Integrated Circuit
Operation and Hybrid Department for developing the pro-
cesses and devices necessary. Special thanks must go to
Dave DiPietro for his expert IC consultation and to Kathi
Luiz for her patience in assembling the endless number
of "impossible" experimental hybrids throughout the
development.

Arthur S. Muto
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ing  h is  BS and MS degrees  in  e lec t r i ca l
eng ineer ing  and computer  sc ience
from the University of Cali fornia at
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was pro1ect leader for the 53534 Plug-
in. For the 5180A Waveform Recorder,
he was project leader for development
of the prototypeADC module. He's now
pro1ect manager for high-performance

Fig. 16. Digitizer hybrid.

time relationship. The time spacings are obtained by mea-
sured coaxial delay lines and high-speed logic ICs made in a
s-GHz (f1) IC process. These gates are used to generate the
required fast rise times and to minimize the jitter that would
cause instrument errors.

The redundancy board takes the eleven data bits and two
extra carry bits from the digit izer and performs the
mathematical operation already described to arrive at the
10-bit answer.

The voltage reference board is a series of op amp voltage
sources followed by emitter followers for current output
capability. This board excludes noise generated by the rest
of the instrument system and generates precision references
required by the sample-and-hold and digitizer hybrids.
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Measuring Waveform Recorder
Performance
by Bruce E. Peetz, Arthur S. Muto, and J. Martin Neil

HE KEY TO CONFIDENCE in the quality of a wave-
form recordet is assurance that the analog-to-digi-
tal converter (ADC) encodes the signal without de-

grading it. Dynamic tests that cover the frequency range
over which the converter is expected to operate can provide
that assurance. The results of the dynamic tests give the
user a model of resolution versus frequency for the recorder.
More elaborate models of failure mechanisms can be ob-
tained by varying the conditions of the tests.

All of the dynamic tests used for the 5180A Waveform
Recorder use sine waves as stimulus. Sine waves were cho-
sen primarily because they are the easist to generate in
practice at the frequencies of interest with adequate fidelity.
While it may be possible to generate a square wave, for
example, whose function is known to the 10-bit resolution
of the 5180A, no square wave generators exist that can
guarantee the same waveshape to 10-bit resolution at 10
MHz from unit to unit. Another motivation for choosing a
sine wave stimulus is the simple mathematical model a sine
function provides for analysis. This benefit greatly
simplifies the algorithms used for data analysis.

Four dynamic tests for waveform recorder characteriza-
tions are presented here: beat frequency testing,l histo-
gram analysis,2 sine wave curve fitting,3'a and discrete
finite Fourier transform.5 The last three tests operate in the
same way, A sine wave source is supplied to the waveform
recorder and one or more records of data are taken. A com-
puter is then used to analyze the data. The tests differ
primarily in the analysis algorithms and consequently in
the sort of errors brought to light. Critical to the success of
these tests is the purity of the sine wave source. Synthesized
sources are necessary to provide the short-term and long-
term stability required by the dynamic range of the ADC.
Passive filters (a six-pole elliptical filter is used for 5180A
tests) are required to eliminate harmonic distortion from the
source,

These tests provide the most stressful conditions for the
ADC with the input signal amplitude at full scale. Generally

Wavetorm Recorder
under Test

CRT
(Playback)

f3

fs+At Input

Fig,1, Beat frequency test setup

f s+Af

, - - - - a
t  t .  

- i -  
r

Fig,2. When the input f requency is c/ose to the sample rate
f ,, the encoded result ls a/rased to the difference or beat
frequency Lf.

speaking, nonlinear effects increase more quickly than the
signal level increases because of the nonideal large-signal
dc behavior of the ADC components and the higher slew
rates large amplitudes imply.

Beat Frequency Testing
The beat frequency and envelope tests are qualitative

tests that provide a quick, simple visual demonstration of
ADC dynamic failures. An input frequency is selected that
provides worst-cas.e range changes and maximal input slew
rates that the ADC is expected to see in use. The output is
then viewed on a display in real time.

The name "beat frequency" describes the reasoning be-
hind the test. The input sinusoid is chosen to be a multiple
of the sample frequency plus a small incremental frequency
(Fig. 1). Successive samples of the input waveform step
slowly through the sine wave as a function of the small
difference orbeatfrequency (Fig. 2). Ideally, the multiplica-
tive properties of sampling would yield a sine wave of the
beat frequency displayed on the waveform recorder's CRT.
Errors can be seen as deviations from a smooth sine func-
tion. Missing codes, for example, appear as local discon-
tinuities in the sine wave. The oversize codes that accom-
pany missing codes are seen as widening in the individual
codes appearing on the sine wave.

By choosing an arbitrarily low beat frequency, a slow
accurate DAC may be used for viewing the test output. For
best results, the upper limit on the beat frequency choice is
set by the speed with which the beat frequency walks
through the codes. It is desirable to have one or more suc-
cessive samples at each code. This alleviates the settling

ts l2+Ll  
' - - - - - ' - - - ' - -

Fig,3. When the input frequency is near one-half the sample
rate, the envelope of the difference frequency results
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Fig.4. A beat frequency display produced by the S1B0A
Waveform Recorder with a 10.0031-MHz input frequency and
a 10-MHz sample rate. The smooth sine wave indicates free-
dom from dynamic errors.

constraint on the DAC and ensures that the display covers
all possible code failures. For a 2O-MLIz sample rate and a
10-bit ADC, this implies a 3-kHz maximum beat frequency
for a minimum of one sample per code bin.

Although the usual input frequency for a beat frequency
test is near the sample rate, the analog bandwidth of the
ADC may be measured by setting the carrier to a number of
different multiples of the sample rate. The band Iimit is
observed as a rolloff in amplitude as the camier frequency is
increased.

The envelope test differs from the beat frequency test in
the choice of input frequency that the ADC encodes. Instead
of a multiple of the sample frequency, an input frequency
near one-half the sample rate is used. Now the ideal output
is two out-of-phase sinewaves at the beat frequency (Fig. 3).
This means that successive samples can be at the extreme
ends of the ADC range, which is useful for examining slew
problems that might not appear when successive samples
are at adjacent codes. To avoid placing the same stress on
the DAC used for display, a bank of D flip-flops removes
every other sample before the data arrives at the DAC. Thus
only one phase of the beat frequency remains.

Full-Scale Sine Wave

98034A
HP-IB
Interface

Fig. 6. Setup for histogram test.

Fig. 4 shows 5180A beat frequency test results for a
10.0031-MHz input sine wave sampled at 10 MHz. For
comparison, Fig. 5 shows a 10.0031-MHz sine wave being
sampled at 10 MHz by a commercial ly avai lable B-bit ,
20-MHz ADC.

Histogram Testing
A s ine-wave-based h is togram tes t  p rov ides  bo th  a

Iocalized error description and some global description of
the A-to-D converter. Using the histogram test, i t  is possible
to obtain the differential nonlinearity of the ADC, to see
whether any missing codes exist at the test frequency, and
to get a measure of gain and offset at the test frequency. Of
the sine-wave-based tests presented here, the histogram test
yields the best information about individual code bin size at
an arbitrary frequency.

A statistically significant number of samples of the input
sinusoid are taken and stored as a record (Fig. G). The
frequency of code occurrence in the record is then plotted as
a function of code. For an ideal ADC, the shape of the plot
would be the probability density function (PDF) of a sine
wave (Fig. 7) provided that the input and sample frequen-
cies are relatively independent. The PDF of a sine wave is
given by:

n( \ . r l -  1
Y ' '  '  

o r / A ' _ v ,

7a

1
a A

Fig, 5. A beat frequency display for a commercially available
1)-MHz,9-btt ADC with a 10.0031-MHz input.
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where A is the sine wave amplitude and V is the indepen-
dent variable (voltage). For a real ADC, fewer than the
expected number of occurrences for a given code bin indi-
cates that the effective code bin width is smaller than ideal
at the input frequency. * No occunences indicates that the
code bin width is zero for that input. A greater-than-
expected number of occurrences implies a larger-than-ideal
code bin width.

What is a statistically significant number of samples? We
can determine significance from probability theory. For a
given input PDF and record size, each bin of an ideal ADC
has an expected number of occurrences and a standard
deviation around that expectation. The confidence that the
number of occurrences is close to the expectation is equal to
the probability that the occurrences fall within the appro-
priate number of standard deviations. The ratio of the stan-
dard deviation to the expectation (and thus the error for a
given confidence) decreases with more samples. To get the
confidence for the entire range, the probabilities for all
codes lying within the desired error are multiplied to-
gether.

For an ideal 1O-bit ADC, 100,000 samples would give us a
12% confidence that the peak deviation from the input PDF
is less than 0.3 least-significant bit (LSB) and a 99.9% confi-
dence that the peak deviation is less than 0.5 LSB. The
notion of confidence relies on the input's being a random
process. We can model the sine wave input as random
process only if the input and sample frequencies are rela-
tively independent.

The specification of greatest interest that can be calcu-
lated using the histogram test is differential nonlinearity.
Differential nonlinearity is a measure of how each code bin
varies in size with respect to the ideal:

actual P fnth codel
Differential nonlinearity: 

td""l pGtE;d"r 
-1

*H istogram testing can be thought of as a process of samp ling and d ig it izing the in put signal

and sorting the digit ized samples into bins. Each bin represents a single output code and

collects samples whose values fall in a specific range. The number of occurrences or sam-
ples collected in each bin varies according to the input signal. lf N is the number of ADC

bits, there are 2N bins. ldeally, if B is the lul -scale range of the ADC in volts, each bin

corresponds to a range of sample sizes covering B/2N volts. In a real ADC, the bins may not

all have the same width.

Output Code

Fig. 8. A 100,000-sample histogram tor a 5180A with a 9.85-
MHz sine wave input. All discontinuities are /ess than one
I east-sig nifi cant bit ( LS B).
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Fig. 9. A 100,000-sanple histogram plot for a commercially
available 20-MHz, 8-bit ADC with a 9.85-MHz input. Large
differential nonlinearities and numerous mlssed codes are
apparent.

where actual P(nth code) is the measured probability of
occurrence for code bin n, and ideal P(nth code) is the
ideal probability of occurrence for code bin n. The code bin
number n goes from 1 to 2N, where N is the number of Af)C
bits. Using the probability of occurrence eliminates depen-
dence on the number of samples taken. To calculate the
probability for each code in the actual data record, the
number of occurrences for each code is divided by the
number of samples in the record. The ideal probability of
occurrence is what an ideal ADC would generate with a sine
wave input. For each code bin, this is the integral of the
probability density function of a sine wave over the bin:

where n is the code bin number, B is the full-scale range of
the ADC, and N is the number of ADC bits. To avoid large
differences in code probability caused by the sinusoid cusp,
a sine wave amplitude A is chosen that slightly overdrives
the ADC.

A judicious choice of frequency for the input sinusoid in
this test is necessary for realistic test results. An input
frequency that is a submultiple of the sample frequency
violates the relative independence criterion and will result
in sampling of the same few codes each input cycle. Using
an input frequency that has a large common divisor with the
sample frequency generates similar problems since the
codes repeat after each cycle of the divisor frequency. Ide-
ally the period of the greatest common divisor should be as
long as the record length.

A 51804 histogram is shown in Fig. B for an input sine
wave at LB5 MHz. For comparison, Fig. 9 shows data from a
commercially available, B-bit 20-MHz ADC for an input sine
wave at 9.85 MHz, while Fig. 10 shows data from an B-bit,
100-MHz ADC taken at 9.85 MHz.

Curve Fitting
The curve-fit test is a global description of the ADC. This
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Fig. 10. A 100,000-sanple histogram ptot tor a 100-MHz,
B-bit ADC with a 9.85-MHz input sampled at 20 MHz. Ex-
tremely large differential nonlinearities and numerous missed
codes are apparent.

means that the errors measured by the test are averaged to
give a general measurement of the ADC transfer function.
The result of this test is a figure of merit called the number
of effective bits for the ADC. The effective bit number is a
general measure of how much an ADC's nonlinearity has
impaired its usefulness at a given frequency.

The number of effective bits is obtained by analyzing a
record of data taken from a sine wave source (Fig. 11J. The
analysis consists of generating a sine wave in software that
is a best fit to the data record. Any difference between the
data record and the best-fit sine wave is assumed to be error
(Fig. 12). The standard deviation ofthe errorthus calculated
is compared to the error an ideal ADC of the same number of
bits might generate. If the error exceeds the ideal the
number of effective bits exhibited by the ADC is less than
the number of bits it digitizes. Errors that cause degradation
in this test are nonlinear effects such as harmonic distor-
tion, noise, and aperture uncertainty. Gain, offset, and
phase errors do not affect the results since they are ignored
by the curve-fit process.

The number of effective bits is computed using expres-
sions for average error as follows:

Effective bits: N-loe" (qtJt"l t-t ut.ot)
-- \ rdeal rms error /

where N is the number of ADC bits. The ideal rms error is
not actually computed for the input waveform, but is as-
sumed to be the quantization noise exhibited by an ideal
ADC with a uniform-probability-density (UPD) input such
as a perfect triangle wave. The ideal error is found from the
expectation of squared error for a rectangular distribution.
A rectangular distribution is used since that represents a
UPD taken over an ideal code bin. The result thus obtained
is:

Ideal rms error :

where Q is the ideal code bin width. Although the input

Input

Fig. 11. Setup for the curveJit test and the discrete finite
Fourier translorn (DFT) test.

sine wave is not a UPD function, the UPD assumption is still
valid since it is locally applied over each code bin. The
deviation from a UPD over each code bin is very small, so
the errors in using sine waves to approximate UPD inputs
are negligible.

The actual rms error is simply the square root of the sum
of the squared errors of the data points from the fitted sine
wave. The actual rms error is given by:

m - 1 2

E :  I  I-  L . x p - A c o s [ < , r t r * P ) - C ]  ( 1 )
k : 1

where E is the actual rms error, xl and tl are the data points,
m is the number of data points in the record, and the fitted
sine wave parameters are amplitude A, frequency or, phase
P. and offset C.

Equation 1 is also used to find the best-fit sine wave by
minimizing the error E. The enor is minimized by adjusting
the fit parameters: frequency, phase, gain, and offset. This is
done by taking the partial derivative of E in equation 1 with
respect to each of the four parameters. The error minimum
occurs when all of the derivatives are equal to zero. This
gives the four simultaneous equations:

m m m

)  x lcos(ort1+P) :  A) cos ' ( r tk+P) + C )  cos(r , r tp+P) (2)
k :1  k=1  k :1

m m
\ r s
L *u .  :  A)  cos(o t1  +P)+nC
k = 1  k = 1

m
Er

)  x l t ls in(otu+Pl :
k : 1

m m

A) tlcos(<ot1+P) sin(<ot1+Pl +C > tlsin(art1*P) (4)
k = 1  k = 1

xpsin(ot1+P) :

m

A) cos(rot1+P) sin(rrrtk+P) +C) sin(ot1+P) (bl

Equations 2 and 3 result from gain and offset adjustments.
These are substituted into the other two equations, + and 5,

t3 l

m

I
1-r

a
-

\/ 1.2
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Etfective Bits = 8.51
Cal. Amplitude 0.81
Cal. Frequency 9850320.9
Cal. Phase - 94.95
Cal. Oftset 509.31

Fig. 12. The first 20 points of the curve-fit data record and the
error residue from a fitted sine wave.

giving two nonlinear equations:

number of effective bits will vary linearly with both input
frequency and amplitude. If the input waveform is sampled
only at points ofconstant slew rate, such as zero crossings,
then the aperture uncertainty corresponds to the amount
that the effective bits decline as a function of slew rate.

Harmonic distortion is usually a nonlinear function of
amplitude and frequency. Its distinguishing characteristic
is the presence of the harmonics (or aliased harmonics if the
fundamental is close to the Nyquist frequency) in the error
residue. The amplitudes of the harmonics can be extracted
by fitting the error residue with best-fit sine waves of the
important harmonic frequencies. The impact of noise and
aperture uncertainty in the presence of large distortion er-
rors can be assessed by effective bit values and error res-
idues with the fitted harmonics removed.

The greatest pitfall in the curve-fit test is using an input
frequency that is a submultiple of the sample frequency.
Since the same codes are sampled at exactly the same volt-
ages each cycle, the locally uniform probability distribution
assumption is violated. In the worst case, a submultiple of
one-half, the quantization error would not be measurable at
all. From a practical standpoint, this also defeats the global
description of the test by sampling only a handful of codes.

Another potential pitfall is lack of convergence of the
curve-fit algorithm. There are a few occasions where this
can become a problem, such as when the data is very poor or
the computational resolution is inadequate.

Fig. 12 shows the error plot for a 5180A curve-fit test
taken at a LB5-MHz input frequency. The number of effec-
tive bits associated with this error is 8.51.

FFT Testing
The fast Fourier transform (FFT) is used to characterize

an ADC in the frequency domain in much the same way that
a spectrum analyzer is used to determine the linearity of an
analog circuit. The data output for both techniques is a
presentation of the magnifude of the Fourier spectrum for
the circuit under test. Ideally the spectrum is a single line
that represents the pure sine wave input and is devoid of
distortion components generated by the circuit under test.
There are, however, significant differences between the
spectrum analyzer and ADC spectra because of the sam-
pling operation of the ADC.

The Fourier transform of a signal x(t) that is continuous
for all time is defined as

X(0 : 
"L- 

x(t)e -izrrtd1

and includes the amplitude and phase of every frequency in
x(t). The Fourier transform cannot be used in this form for
an ADC, however, because x(t) is only digitized at a finite
number of points, M, spaced At apart. Instead, the discrete
finite transform (DFT) must be used. It is defined as

M - 1

XD(0 : 
)o*t."A0e-izzrr(mAt)41

There are significant differences between X(f) and XD(f).

I
Error Residue

m

) (*.-x),*rio(rot1+P)
k : 1

) [cos1art1 +e) -a]tlsinlatn +P)
k = 1

m

) (xp-x)cos(ort1+P)

m

) (x1-x)sin(art1+P)
k : 1

i [cos1<.,t1 +r) -a] cos(o{+P)
k : 1

m

) fcos(arto+fl -e] sin(art1 +P)
k :1

(6)

(7)

i(x1-I)cos1ot1+P) i[cos1rt1+9-a]cos(art1+P)
k = 1  k = 1

whered': I )cos(rt1+p)

These are solved iteratively to give values for the parame-
ters. The difference between the right and left sides of
equation 6 is defined as error parameter R and the difference
between the right and left sides of equation 7 is defined as
error parameter S. An approximation algorithm using a
first-order Taylor series expansion drives R and S to zero.
This approximation algorithm requires an initial guess for
frequency and phase close to the solution to ensure con-
vergence to the best-fit sine wave. For frequency, the fre-
quency ofthe generator output in Fig. 11 is used as a guess.
For phase, a guess is based on an examination of the data
record by a software routine.

Although the result of this process is a single figure of
merit, some enlightenment can be gained about the error
components in the ADC by varying the test conditions.
White noise produces the same degradation regardless of
input frequency or amplitude. That is, the error term in
equation 1 is independent of test conditions for this sort of
error. Another way of identifying noise in this test is by the
randomness in the error residue, or the difference between
the best-fit sine wave and the data taken.

Aperture uncertainty is identifiable because it generates
an error that is a function of input slew rate. When this is the
dominant error causing a low number of effective bits, the
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While X(f) has infinite spectral resolution, XD(f) has a dis-
crete frequency resolution of Af : 1/MAt because of the
finite number of points in the data record. The finite record
size also accounts for another difference between X(fl and
XD(f) whenever a nonintegral number of cycles of X(t) is
contained in the record. Since the DFT assumes that the
record repeats with a period of MAt (to satisfy the Fourier
transform condition that x(t) be continuous for all time)
sharp discontinuities at the points where the start of one
record joins the end ofthe preceding record cause the spec-
tral components of X(f) to be spread or smeared in )fD(fl.

The smearing, called leakage, can be explained as fol-
lows. The finite record size of x(t) can be considered the
consequence of multiplying x(t) by a rectangular function
having unity amplitude during the time period MAt that the
record is acquired and zero amplitude elsewhere. Since
multiplication of two functions in one domain [time, in this
case) is equivalent to convolution in the other, the spectrum
of XD(f) is derived by convolving X(f) with W(f), the Fourier
transform of the rectangular function. W(0 is the familiar
sinx/x function (see Fig. 13 for lW(0 l), consisting of a main
Iobe surrounded by a series of sidelobes whose amplitudes
decay at a 6-dB-per-octave rate. It is these sidelobes that are
responsible for leakage. Even if the spectrum of X(fl is a
single line, the sidelobes of W(f) during the convolution
smear the energy in the single line into a series of spectral
lines spaced 1/MAt apart whenever the frequency of x(t) is
not an integral multiple of 1/MAt.

Leakage can be reduced by multiplying the data in the
record by a windowing function that weights the points in
the center of the record heavily while smoothly suppressing
the points near the ends. Many different windowing func-
tions exist that offer various tradeoffs of amplitude resolu-
tion versus frequency resolution. A function commonly
used with sine waves is the Hanning window, defined by
117;1r-cos zinlM\t) l. trtotice in Fig. 13 that both the win-
dow and its derivative approach zero at the two ends of the
record and that the transform's main lobe is twice as wide as
that of the {ectangular function, while the amplitudes of the
sidelobes decay by an additional 12 dB per octave. The
reduced level of the sidelobes reduces leakage, but the
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Fourier Transtorm of Time Window

-60 dB

Fig. 13. Time-domain and fre-
que n cy - dom ai n rep rese ntati o n s
of rectangular and Hanning win-
dows.

Perfect 10 Bit ADC
S/N Ratio=6'1.9
Theoretical S/N=61.8

Perfect 6 Bit ADC
S/N Ratio=37.9
Theoretical S/N=37.8 dB

0 1 2 3 4 5 6 7 8 9 1 0
F.equency (MHz)

Fig. 14. FFT plots for 0.85-MHz data quantized by pertect
1)-bit (top) and 6-bit (bottom) ADCs. The signallo-noise ratio
computed in each case agrees closely with the theoretical
value of 6N+ 7.8 dB where N ls the number of ADC bits.



wider main lobe limits the ability to resolve closely spaced
frequencies. Furthermore, the shape of the main Iobe can
attenuate the spectral amplitudes of X(f) by as much as 1.5
dB. However, for the DFT testing to be described here, the
Hanning window was selected as a good compromise be-
tween frequency and amplitude resolution.

The third difference between the spectra of X(fJ and XD(f)
is the limited range of frequencies displayed for XD(fJ. The
sampling process causes the two-sided spectrum of X(f),
symmetrical about the origin, to be replicated at the sam-
pling frequency f, and at all of its harmonics. If X(f) contains
components that exceed f./2, then these components are
folded back, or aliased, onto spectral lines below f., causing
aliasing errors. The frequency fr/2 is sometimes called the
Nyquist frequency, referring to the Nyquist criterion, which
requires the sampling rate to be twice the highest frequency
present in the input signal to define the waveform uniquely.
The result is that the spectrum of XD(f) is displayed only
from dc to fr/Z and the maximum input frequency must be
limited to less than f./2 to avoid aliasing.

Fig. 1a presents the magnitude of the spectra derived
from the DFT for perfect rO-bit and 6-bit ADCs given a pure
sinusoidal input. Useful information about the ADCs' per-
formance can be derived from three features of the spectra:

FREQUENCY=9.85 MHz CHANNEL A (1 volt Range)
PEAK CARRIER: 4.5 dBm
PEAK NOISE: -59.6 dBc
LIMIT: -46 dBc

Fundamental

Test Limit

,- 2nd Harmonic 3rd Harmonic\

' 1  2 3 4 5 6 7 8 9

FrequencY (MHz)

FREQUENCY=0.95 MHz CHANNEL A
Fundamental  PEAK CARRIER:5.0 dBm

PEAK NOISE: -59.3 dBc
LIMIT:  -59 dBc

Test Limit

o  1  2  3  4  5  6  7  8  I  1 0

FrequencY (MHz)

Fig. 15. DFT plots for the 51 B0Awith input frequencles of 9.85
MHz(top) and 0.95 MHz (bottom). The low harmonic distortion
indicates very low integral nonlinearity.

the noise floor, the harmonic level, and the spurious level.
Two classes of noise sources determine the level of the

noise floor. The first is called quantization noise. This is the
error, bounded by +lzLSB, that is inherent in the quantiza-
tion of the input amplitude into discrete levels. As can be
seen in Fig. 14, even ideal ADCs have noise floors deter-
mined by quantization noise. The higher the number of bits,
the smaller the error bound and, therefore, the lower the
noise floor.

All real-life ADCs have noise floors that are higher than
that solely from quantization noise. The second class of
noise source includes wideband noise generated withinthe
ADC, along with other sources. In a parallel-ripple ADC, for
example, such things as misadjustment between the first-
pass and second-pass ranges (exceeding the redundancy
range) or inadequate DAC settling can cause localized code
errors or differential nonlinearities in the ADC's static
transfer function. Furthermore, localized code errors can
increase in amplitude and in the number of codes affected
under dynamic input conditions. Aperture jitter is another
major source of dynamic error; the magnitude of this
localized code error is dependent upon the slew rate ofthe
input at the time of sampling. Each of these localized code
errors can be modeled as a sharp discontinuity in the time
domain that when transformed into the frequency domain
results in a broad spectrum that raises the height of the
noise floor above that caused by quantization noise alone.

The second feature of the DFT-derived spectrum that
indicates an ADC's level of dynamic performance is the
harmonic content. Static and dynamic integral non-
linearities cause curvature in the ADC's transfer function. If
the input frequency fio is much lower than the Nyquist
frequency (fs/2), then the harmonic components will be in
the expected locations: 2f1rr, 3fir' etc. If, on the other hand,
the harmonics of fin are greater thanf"lz,then these frequen-
cies will be aliased onto components below fr/2. Take, for
instance, a 20-megasample-per-second (f.) ADC with an
input of 9.85 MHz, The second harmonic at 19.7 MHz is
aliased to 0.3 MHz. the third harmonic at 29.55 MHz is
aliased to 9.55 MHz, the fourth at 39.4 MHz is aliased to 0.6
MHz, and so on,

Care must be exercised in selecting the input frequency
for the DFT test. An incorrectly chosen frequency can alias
one of its harmonic components onto the fundamental and
thereby understate the harmonic distortion (in the example
above, an input of exactly 5 MHz would place the third
harmonic at the fundamental frequency). The input fre-
quency should be chosen so that the harmonics are far
enough away to be easily resolvable from the fundamental,
whose energy has been spread into several adjacent bins
(1/MAt locations) by the Hanning window. This accounts
forthe 0.1S-MHz offsetfrom 10 MHz used inthe example of
Fig. 14.

The third feature of the DFT-based spectrum that is indi-
cative of the ADC's level of dynamic performance is the
spurious content. Spurious components are spectral com-
ponents that are not harmonically related to the input. For
example, a strong signal nearthe ADC may contaminate the
ADC's analog ground somehow and thereby appear in the
spectrum. The nearby signal will not only appear as itself,
but because of nonlinearities within the ADC, can combine
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Aperture
Uncertainly

Noise

Error Histogram

Differential Yes-shows up as sptkes
Nonlinearity

Missing Codes Yes-shows up as bins wtth
0 counts

Integral Nonlinearity Yes (could be measured
directly with a highly linear
ramp waveform)

No-averaged out. Can be
measured with "locked"
histogram

No-averaged out. Can be
measured with "locked"
histogram

Bandwidth Errors No

Gain Errors Yes-shows up in peak-to.
peak spread ol distribution

Otfset Errors Yes-shows up in offset
of distribution average
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DFT

Yes-shows up as elevated
noise floor

Yes-shows up as elevated
noise floor

Yes-shows up as harmonics
of fundamental aliased
into baseband

Yes-shows up as elevated
noise lloor

Yes-shows up as elevated
noise floor

No

No

No

T
16  dB

Frequency (MHz)

Fig. 16. DFT piots for a 20-MHz, B-bit ADC (top) and a 100-
MHz, B-bit ADC (bottom). FulLscale input sine waves at 9.85
MHz were sampled at a rate of 20 MHz. The high levels ol
harmonic distortion indicate severe inteoral nonlinearities.

with the input signal to form sum and difference terms
resulting in intermodulation distortion.

The combined effects of noise floor, harmonic distortion
and spurious errors are reflected in the ADC's rms signal-
to-noise ratio, which can be derived from the DFT mag-
nitude spectrum. The signal energy is determined by sum-
ming the energy in all the bins associated with the funda-
mental. The noise energy is the sum of the energy in all
other bins. By taking the logarithm of the ratio of signal
energy to noise energy and multiplying by 20, the signal-
to-noise ratio for the ADC can be calculated. An ideal N-bit
ADC having quantization noise only is theoretically known
to have a signal-to-noise ratio equal to (6N+1.8) dB, which
sets an upper bound. A signal-to-noise ratio below this
ideal limit is indicative of errors of all types that the ADC
produces.

The FFT test setup is presented in Fig. 11. A full-scale
sine wave of a properly chosen frequency is applied to the
ADC under test. The low-pass filter ensures a spectrally
pure input. A 1024-point record sampled at the maximum
sampling rate is then taken and given to the computer,
which calculates the DFT using an FFT algorithm. The
spectral magnitude is plotted as a function of frequency.

Fig. 15 shows the graphical outputs for the 51804 for
full-scale sine wave inputs at 0.95 MHz and 9.85 MHz. As
might be expected, the distortion increases with increasing
frequency. Harmonic and spurious components are typi-
cally better than -60 dBc below l MHz and -54 dBc at 9.BS
MHz. The latter spectrum at 9.85 MHz is the frequency-
domain representation for one of the most demanding tests
of an ADC, called the envelope test, which was described
earlier.

Fig. 16 presents, for comparison, the test results for com-
mercially available digit izers: a 20-megasample-per-
second, B-bit ADC and a 100-megasample-per-second,
10-bit ADC with a full-scale, 9.85-MHz sine wave input,
sampled at 20 megasamples per second, The numerous
Iarge harmonic components, both odd and even, are indica-

Sine Wave
Gurve-Fit

Yes-part ol
rms error

Yes-part of
rms error

Yes-part of
rms error

Yes-part of
rms error

Yes-parl of
rms error

No

No

No

Beat
Frequency

Test

Yes

Yes

Yes

No

No

Yes-used
lo measure
analog
bandwidth

No

No Fig, 17. Summary of the effors
exposed by the dynamic tests.



tive of severe harmonic distortion errors resulting from
integral nonlinearity in the transfer functions of both of
these ADCs.

A rule of thumb has evolved that uses the DFT-based
spectrum as a quick overview of an N-bit ADC's dynamic
performance. If all harmonic and spurious components are
at least 6N dB below the full-scale amplitude of the funda-
mental, then the ADC is performing satisfactorily, since
each error componenthas apeak-to-peak amplitude smaller
than an LSB. If, on the other hand, harmonic or spurious
components are less than 6N dB down, or if the noise floor is
elevated, then other tests can be performed that are better at
isolating the particular integral and differential nonlinear-
ity errors. In particular, the FFT test can be followed by the
histogram test or the beat frequency test (or envelope test),
as conditions warrant.

Conclusion
The four sine-wave-based ADC tests described provide

information about the quality of any recorder. The tests may
be used to isolate specific failures, even at high speed and
fine resolution (Fig. 17). The tests are simple to run, requir-
ing only a synthesized generator and an HP-IB computer.
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mean the same thing. They specify the degree to which an
oscillator will produce exactly the same frequency over a
given short amount of time, usually less than one second.
This article will concentrate mainly on short-term stability,
since that has the greatest effect on the sampling process of
a waveform recorder.

Since the cycle-to-cycle jitter of an oscillator alters the
time between samples in an ADC, there is a direct relation-
ship between phase noise of an oscillator and amplitude
errors in the ADC conversion process. Ideally this phase
noise should not produce more than one-half least-
significant bit (LSB) of amplitude error under worst-case
conditions. These conditions include maximum sample
rate fs, maximum record length or maximum amount of data
storage M, and maximum frequency and amplitude of the
input signal vlrr(t). According to Nyquist's sampling
theorem, if a signal is being sampled at a rate f., then it is

Time Base Requirements for a
Waveform Recorder
by Steven C. Bird and Jack A. Folchi

oR AN ANALOG-TO-DTGITAL CONVERTER (ADC)
to digitize an input waveform accurately, there must
be a time base or reference oscillator to provide a

continuous, stable, sampling or ENCODE clock. The 5180A
Waveform Recorder contains a room-temperature, low-
noise, fundamental-mode crystal oscillator operating at a
frequency of zo MHz. There is also provision for selecting
an external, user-supplied nNcoon clock.

Time Base Stabality Requirements
If the stability of the sampling clock is not good enough,

then one or more of the least-significantbits of the digitized
result will be in error. In specifying the stability of an
oscillator, two areas need to be identified. They are long-
term stability, called drift or aging, and short-term stability.
Other names for short-term stability are jitter, cycle-to-cycle
jitter, close-in phase noise, AUt, and Af/f. All of these terms
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possible to reconstruct the signal only if the bandwidth of
the sampled signal is no greater than fr/z. Thus for worst-
case analysis the input signal v1[t) can be described as:

vin(t) : Asin (Zrtf"l2) (1)

where A is equal to one-half the full-scale dynamic range of
the ADC. The maximum amplitude error occurs when sam-
pling the input signal at the zero crossings, where its slope
is maximum. The slope of the input signal is given by:

dvi,(t)/dt : Qrrt"l2)Acos(2rlf"l2) (z)

At t:0, the slope of v1(t) is A2rf"lZ volts/second.
As the number of ADC bits increases, the change of vlrr(t)

between bit representations decreases and we can approx-
imate the maximum slope between samples of v6(t) as
A2Tfsl2 with increasing accuracy. As an example, for seven
bits, the difference between the actual slope and the approx-
imation is only 0.001/'. Thus the amplitude error in volts is:

Avi,(t) : AI(Azrfslz) (3)

Since the peak-to-peak amplitude of the input signal is
2,\ and is equal to the full dynamic range of the N-bit ADC,
the maximum allowable voltage error of % LSB is:

Avirr(t) maximum : yrLSB : 2612N+t e)

Equating the last two equations above and solving for At
yields an expression for the maximum allowable time base
error or jitter:

At maximum -- U(2N+1rts12) t5)

At is in units of seconds and is a peak value. Since the
actual oscillator jitter is a random statistical process with a
Gaussian distribution. we need to convert At to an rms value
to compare the theoretical phase noise requirements with
the measured phase noise. If we equate At maximum to
2.5o*, where o* is the standard deviation of the Gaussian
random variable x : At, then the actual value of At can be
expected to be less than our maximum At 98.Z6"/o of the
time.

The actual At is a function of the time interval r over
which At is measured. The waveform recorder needs an
oscillator for which o*(r) is less than 0.4 x [At maximum) for
r equal to the maximum duration of a waveform recorder
measurement using the maximumADC sampling rate. This
duration is the product of the minimum sample period and
the maximum amount of data storage. Since the maximum
amount of memory is fixed, longer measurement durations
are obtained only by using slower sample rates. Since
equation 5 shows a linear decrease in o*(r) as the sample
rate is lowered and there is a linear increase in measure-
ment duration, the requirement on o*(r) relaxes linearly
with unity slope for slower sample rates.

In Fig. 1a o* is plotted as a function of r, which corre-
sponds to measurement duration. The line with zero slope
is called a white phase noise floor process. The unity
slope line is called a flicker-of-frequency process. Note
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that varying the sample rate affects the white phase noise
floor process only, not the flicker-of-frequency process.

Fig. 1b shows a family of requirement curves obtained by
holding the sample rate and memory length constant and
varying the number of ADC bits. This effects both the white
phase noise floor process and the flicker-of-frequency pro-
cess. Fig. 1c shows a family of requirement curves obtained
by holding the sample rate and number of bits in the ADC
constant and varying the memory length from BK samples
to 64K samples. Note that varying the memory length af-
fects only the flicker-of-frequency process.

Dividing o*(r) by z, thereby normalizing to the measure-
ment duration, yields a parameter known as orr(z), where y
is equal to At/t. Transforming o*(z) to or(r) is necessary to
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Fig. 1. Time base stability requirement as a function of (a)

sample rate, (b) number of ADC bits, and (c) memory length.



put the jitter requirement curves into a form that can be
compared to measured values. Figs. 2a, 2b, and 2c show the
same time-domain requirements as Figs. 1a, 1b, and 1c
expressed using or(r). The white phase noise floorprocess
now has a slope of -1 and the flicker-of-frequency process
has a slope of zero. A technique for measuring or(r) is
described later in this article.

The most common representation of phase noise is in the
frequency domain, where it is known as E(f)' c(f) is de-
scribed as the power ratio of a single phase-modulation
sideband to the total signal power, referenced to the carrier
on a spectral-density basis. E(f) is measured in units of
dBc/Hz and is most commonly plotted as a function of

1 o-6

frequency offset from the carrier. Since Af/fis equivalent to
AUt, the ADC time-domain jitter requirement curves, Fig. 1,
can be transformed into frequency-domainc (f) requirement
curves, I

Figs. 3a, 3b, and 3c show a waveform recorder's oscillator
requirement curves transformed into the frequency do-
main. It is instructive to note that when the sample rate is
varied by a factor of two, there is a 6-dB shift in the noise
floor process. Each time the record Iength changes by a
factor of two, there is a 6-dB shift in the flicker-of-frequency
process. There is a 6:dB shift in both processes for each
additional bit in the ADC.
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Fig.3. r4f) representation of time base stability requirement
as a function of (a) sample rate, (b) number of ADC bits, and
(c) memory length.
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Measurlng Oscillator Phase Noise
Now that the phase noise requirements for an oscillator

used in a waveform recorder are known, some measurement
techniques will be described. There is no easy way to mea-
sure cycle-to-cycle jitter ofan oscillator directly since it is a
short-term phenomenon. First let us define cycle-to-cycle
jitter, better known as instantaneous fractional frequency
deviation, Any frequency soruce can be described as,

f(0 : [A" + a6]cos[zzf"t + O(t)] (6)

where Ao : nominal amplitude (volts)
.{6 : amplitude fluctuations (volts)
fo : nominal frequency (Hz)
{[t) : phase fluctuations in radians.

The instantaneous frequency can be expressed as the time
derivative of the instantaneous phase.

d .  d .," : rt[z"r"t + o(0] :2do + ;i [d(t)] v)

Normalizing the above to <,ro, the instantaneous fractional
frequency deviation can be expressed as

vLo: +$torot (B)

One way of measuring this is by making use of statistics.
This entails measuring the average frequency f"u* for n
measurements at a given time interval r. The fractional
frequency deviation for that time interval is then

y i : ( f " , e - f i ) / f i .

ou(z) is then given by:

or(r) :

Repeating this for several different averaging times
yields a graph ofo"(r) versus r. The HP 5390A Frequency
Stability Analyzer performs this measurement. The system
requires mixing the output of the oscillator under test with a
user-supplied reference to produce a beat frequency of 10
Hz to 100 kHz. The output of the mixer contains sum and
difference frequencies. The sum is filtered out while the
difference is passed to a frequency counter. Since the mea-
sured phase noise is a result of the noise of both oscillators
(total noise is equal to the square root of the sum of the
squared noise contributions), the reference oscillator noise
must be equal to or better than that of the oscillator under
test. For example, if the two are equal in quality, the oscil-
lator under test is 1 ,414 times quieter than the measurement
indicates. The HP 5390A system can display either ou(r) in
the time domain or single-sideband phase noise c (f) in the
frequency domain. Converting measured results between
the two domains demonstrates that the same information is
obtained by measurements taken in either domain. When
converting, one must be careful to use the same bandwidth
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called for by the 5390A software. One must also realize that
the bandwidth of the circuit driven by the oscillator under
test may be quite different from the measurement
bandwidth. This can be compensated for by scaling the
white phase noise floor requirement by a factor of

\6v,1,l8Wr,

where BW2 is the bandwidth of the driven circuit and BW1
is the measurement bandwidth,

Fig. 4a shows the time-domain requirement for an oscil-
lator in a2}-lvftlz waveform recorder with a 10-bit ADC and
a maximum record length of tGK samples. The circuit
driven by the oscillator has a bandwidth of t GHz while the
HP 53904 has a measruement bandwidth of t00 kHz. There-
fore, the white phase noise floor process must be scaled by
a factor of r0o. The flicker-of-frequency process is band-
width-independent. The dashed line shows the sensitivity
limit of the I{P 5390A. Fig.  b shows that both of the curves
in Fig. 4a transform to the same frequency-domain require-
ment. Since the HP 5390A normalizes its frequency-domain
measurements to a 1-Hz bandwidth, one can directly com-
pare this measurement to the oscillator performance re-
quirements curve without scaling any process.

Fig. 4 illustrates that the HP 53904 system cannot mea-
sure the full range of interest for an oscillator used in a
waveform recorder. A recently introduced product that can
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Fig.4. (a) Scaling the noise floor Nocess to compensate for
measurement bandwidth. (b) 4t) normalized to a 1-Hz
bandwidth.
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measure the full range is the HP 3047 A Automatic Spec-
trum Analyzer System. It measures only c(f) and provides a
fast continuous frequency measurement system with a
much lower system noise floor. The continuous frequency
measurement allows much easier detection of bright lines
in an oscillator's output. The 30474 double-balanced mixer
requires a +1s-dBm drive level on one input port. The other
port can have a lower drive level, but the system noise floor
degrades proportionally with drive levels below +15 dBm.
In measuring the oscillator in the 5180A Waveform Record-
er, external low-noise amplifiers are required to increase
the -0.5 dBm oscillator output to the + 15 dBm required by
the 3047A mixer inputs.

A second 5180A oscillator was modified to allow it to be
phase-locked. The measured results are shown in Fig. 5.

Once the requirements for €(f) are derived (Fig. ab), and
the oscillator's phase noise performance is measured (Fig,
5), one can easily compare the two. In general, meeting the
corner frequency requirements for a family of curves such
as Fig. 4b is not a problem, and this is the case for the 5180A.
On a single-measurement basis, phase-locking the oscil-
lator to a reference for better long-term stability will not
improve the ADC's performance, since this only improves
the oscillator's performance inside the corner frequency
(i.e., close to the carrier). Eliminating everything closer to
the carrier than the corner frequency leads to an overall
simplification of the relationship between bit resolution
and the white phase noise floor process; the relationship
becomes 6 dB/bit. Knowing this, one can derive the theoret-
ical bit resolution as a function of input frequency for a
constant (measured) noise floor, as shown in Fig. 6. This
can be throught of as bit compression caused by the noise
floor process.

The ADC performance curve of Fig. 6 can be measured by
making use of a sine wave curve-fit test (see article, page
21). This test is set up such that all of the ADC output codes
(bit representations) are exercised. This requires the

Fig. 5. 57804 Waveform Record-
er time base osci//ator perfor-
mance.

amplitude of virr(t) to be full-scale and the input frequency
to be nonharmonically related to the sample frequency f..
The beat frequency and the memory record length must be
such that all codes are captured at least once. Since the
slope of vlrr(t) is a cosine wave and is sampled throughout
the full cycle, the slope used in equations 2 and 3 should be
an rms value. Using an rms factor of V2 shifts both process-
es of the time-domain requirements of Figs. 1 and 2 up by a
factor of \4 This shifts both processes of c(f) in Fig. 3 up by
3 dB. Fig, 6 shows a one-half-bit increase in bit resolution
that one can expect as a result of the sine wave curve fit.
This assumes no noise from other sources of rms error such
as differential nonlinearities, missing codes, integral non-
linearities, or aperture uncertainty. The test results are a
combination of all these sources of uncertaintv.

lmproving Stability
What happens when one measures an oscillator and it

doesn't meet specifications in some way? What can one do
to improve each process? Knowing what circuitry affects
each process enables the designer to improve each process.
The white phase noise floor is caused solely by the noise
floor of the active device. Thus, if the noise floor is to be
improved, design with an active device that has a lower
noise floor. It is important to note that any successive stages
must have a noise floor at least as low as that of the oscillator
stage to avoid degrading the noise floor performance of the
oscillator. The flicker-of-frequency process, 1/F, has two
contributing processes. The first is a 1/P process caused by
the crystal, which can be modeled as a second-order
bandpass filter. By using a crystal with a higher Q or an
active device with improved linearity one can improve the
1/fi process and thus the comer frequency; this may be
required when one increases memory length, The other
contributing process is 1/f noise. This process is not well
understood, but is generally significant around dc in the
spectrum. Because of nonlinearities in the active device or
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converting time-domain requirements to the frequency
domain.
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Fig. 6. Theoretical worst-case effective bit resolution of the
51B0Afor its measured noise floor of -148 dB (Fig. 5). Eftec-
tive bits measured in the sine wave curveJit test are y2 bit
better.

devices, a mixing action causes this 1/f noise to appear near
the carrier. Using an active device with improved linearity
will also improve corner frequency. Nonlinearities in suc-
cessive stages can also cause mixing and degraded noise by
mixing 1/F noise further with the signal.
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Packard, combined with careful product and software def-
initions, provide the capabilities needed. The first of these
two instruments is the 13324 Display. The 13324 is a
high-quality display with a spot size of 0.30 mm. This gives
a pleasing, sharp picture of most waveforms.

The second of the two instruments is the 991bA Modular
Computer.l it contains both the data cartridge and the
operating system of the HP-85 Desktop Computer. By add-
ing a dedicated program resident in ROM inside the S91bA,
the computer is customized to control the flow of data

Display and Mass Storage for Waveform
Recording
by Christina M. Szeto and Michael G. Detro

HE 5181A DISPLAY/TAPE STORAGE MODULE,
Fig. 1, is a companion instrument to the 51804
Waveform Recorder. It provides a high-resolution

CRT for waveform display and a cartridge tape unit for
recording digitized waveforms onto magnetic tape data car-
tridges. The 5181,{ is designed for both bench and field use.
With mass storage and a display, it is possible to make
measurements on location and bring them back into a lab
for analysis.

In the 5181A, two OEM instruments from Hewlett-
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Fig. 1. Ihe HP 5181 A DisplaylTape Storage Module is a
companion instrument to the 5180A Waveform Recorder.

between the 99154 and the 51804. This dedicates the
9915A to the 51814 task.

Features
One data cartridge stores 64K 51804 data words plus

associated front-panel setups. Waveform data is stored in
any of four files on the tape with each file providing storage
space for 16K 5180A data points (Fig. 2). Each file is struc-
tured to mirror the 16K in the 51804. For convenience,
the 51814 can store waveform data of different lengths
simultaneously on the same tape file.

The tape is overwrite-protected so that important data
won't be accidentally destroyed. The 5181A responds to an
attempt to record over existing data with an error message.
If the user really does want to destroy the old data, the
PURGE LOC function can be used.

51804 waveform data that has been recorded onto a
5181A cartridge can be read back to any 51804 using the
PLAYBACK function. Besides writing the waveform data to
the 51804, the 51814 also returns the 5180A front-panel
settings to the values used to record the waveform. This
means that the original measurement may be as easily in-
terpreted in the laboratory as it was when the measurement
was made.

Because the user may want to analyze the data by
computer, the 5181A data tape can also be read by an HP-BS,
HP 9835, or HP 9845 Desktop Computer. This allows post-
processing of the data at a site remote from the 51B0Ai
5181A.2

Ins ide the 5181A
The mechanical design combines the two OEM units,

extends the package length to that of the 5180,4', adds
mechanical strength, and makes it possible to tie the 5181,A,
and stB0A together. The additional length allows room to
store the cables that interconnect the 5181A to the 5180A.

The design of the dedicated operating program was con-
strained to use the four 99154 softkeys plus the shift key.
Using relatively simple interaction with the 5180A, the
5181A can enable the 5180,4' so that the user can set record-
ing parameters using the 5180A's data entry knob and then
initiate action with the 51814. To help the first-time user,
the 51804 has pull-out instruction cards that indicate the
correct operation of both the 5180A and the 5181A.

The BASIC operating system ofthe 9915A offered several
features to facilitate the 51814 design. For example, the
language makes the softkeys easy to use. The 5181,t takes
advantage ofthis by setting up a routine that corresponds to
each key (Fig. 3a). The main dedicated operating program
establishes the Iinkages between the keys and the execution
routines.

The 9915A treats the program ROM as a mass storage
device like a tape or disc. To conserve memory, one of the
data transfer routines (STORE) and the tape initialization
routine are brought into the machine from the ROM only
when needed (Fig. 3b). This makes it possible to transfer
16K-word records to and from the 5180A with only the
standard 16K memory in the 9915,t.

\A/hen a softkey is pressed, the program jumps to the
specified execution subroutine, where two things happen.
First, all keys are disabled except the CLEAR FUNCTION key.
This makes sure that the function completes or aborts
cleanly. Second, the execution routine either completes the
function itself or loads the necessary data transfer routine
from the ROM and executes it. Because of the powerful
HP-IB* and mass storage features of ggrsA BASIC, the
entire 5181A program fits in less than 10K bytes.

The 51814 must communicate with the 51804 to send
and receive data and to control which block of memory gets
.Hewlett-Packard Interface Bus, HP's implementation of IEEE Standard 488 (1978).

51804
High-Speed

Memory

51 80A
Wavetorm
Storage

Fi les

Fig.2. 5181 A file structure. Sev-
eral records of different lengths
can be stored in the same 1 6K file.

NOVEI\,4BER 1982 HEWLETT-PACTANO IOURNNT35

Fi le 3



(b)

Fig. 3, (a) The 51 81 A executes a routine for each front-panel
softkey. (b) To conserve memory, some other routines are
brought into main memory from the progran ROM only when
needed.

transferred. To do this, it makes use of the 5180A's teach
and learn commands and its binary data input and output.
Since it is possible for the link connecting the two units to
be disconnected, the 5181A checks the link as part of its
power-up self-test. If it finds an error here or at any other
time, it reports the problem to the user by calling an error
routine that flashes an error code on the eight light-emitting
diodes (LEDs) on the front panel. Interpretation of the error
codes is on the pull-out instruction cards.
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Conclusion
The 51814 design required 11 months from initial con-

ception to release. Its speedy development was made possi-
ble by keeping the definition a simple, easily understanda-
ble analog of the 5180A, and by making use of OEM compo-
nents. The powerful language and I/O capabilities of the
S915A Modular Computer made the programming job fast
and lowered the risk of software emors.

References:
1. V.C. Jones, "Desktop Computer Redesigned for Instrument Au-
tomation," Hewlett-Packard |ournal, Vol. 32, no. 7, July 1981.
2. HP Product  Note 5181A-1.

Michael C. Detro
Mike Detro was born in Berkeley and
graduated from the University of
Cali fornia there, receiving the BSME
degree in 1978. He joined HP's Santa
Clara Division in 1978 and contr ibuted
to the product design of the 5180A
Waveform Recorder and the 5181A
Display/Storage Module. He l ives in Los
Gatos, Cali fornia. When he's not sai l ing,
d iv ing ,  ra f t ing ,  camping ,  o rengag ing  in
other outdoor activi t ies, he keeps busy
with home improvement projects.

Christina M. Szeto
Chris Szeto received her BS degree in
electr ical engineering and computer
science from the University of Cali fornia
a t  Berke ley  in  1981.  Jo in ing  HP's  Santa
Clara Division as a development en-
gineer, she developed the f irmware for
the 51 B1A Display/Storage Module and
firmware enhancements for the 5180A
Waveform Recorder. She's a member
ol the Society of Women Engineers, a
native o{ Hong Kong, and enjoys tennis,
aerobic dancing, and travel ing-her
dream is to l ive in Europe for a year.

(a )

5953-8505



 
HP Archive 

 
 

This vintage Hewlett-Packard document was 
preserved and distributed by 

www.hparchive.com 

Please visit us on the web! 

 

 

 

 

 

 

 

On-line curator: John Miles, KE5FX 

jmiles@pop.net 
 
 
 
 

               for his contribution of this material.
The HP Archive thanks George Pontis



 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 


